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Abstract
In this dissertation, we present the development of a novel, compact and highly sen-
sitive waveguide Mach-Zehnder interferometer to measure methane dissolved in water.
Methane is a greenhouse gas, like carbon dioxide, and is emitted from both natural
sources and human activities. Due to the challenges to measure dissolved methane in
the sea and the vast area it covers, much of the methane cycle is unknown. In the
last couple of years, there has been an up-swing in the development of subsea methane
sensors. These high-end sensors rely on successfully separating the dissolved gas from
the water with a membrane before the measurements, effecting the limit of detection,
response time and it may give rise to hysteresis effects. Alternatively, samples can be
transported to an on-shore laboratory, which can be time-consuming and expensive.
We developed a methane sensor with the possibilities of direct and in-situ detec-
tion of methane with a relatively cheap and compact optical sensor-chip. A methane
sensitive layer, consisting of a host-polymer and cryptophane-A, is deposited onto the
chip. Cryptophane-A is a supra-molecular compound that can entrap methane molecules
within its structure and thus, induce a change in the refractive index of the host-polymer.
This change is detected by the evanescent field from the waveguide, in the sensing arm of
the interferometer. Thus, with a change in refractive index in the sensitive layer, a phase
change between the reference and the sensing arms of the interferometer is obtained.
For obtaining optimal design, simulations were made for shallow silicon nitride rib
waveguides with respect to the sensitivity as function of refractive index and the mode-
behaviour of the waveguide. Once the design had been established, the waveguides
were fabricated externally, with a core thickness of 150 nm, a rib height of 5 nm, rib
widths of 1.5, 2 and 3 µm and sensing lengths of 1, 2 and 3 cm. The propagation losses
were measured and simulated for tantalum pentoxide (similar to silicon nitride) strip
and rib waveguides, to find the dependence of the propagation losses on the waveguide
width. The sensitivity of the sensor was characterised with a diluted acid (HCl) and,
in a separate measurement, by changing the temperature of the sensor coated with a
polymer (PDMS).
The sensor was combined with a methane sensitive layer of styrene acrylonitrile
(SAN) and cryptophane-A, to detect methane gas. The sensitive layer showed a 17-
folded sensitivity increase with a cryptophane-A to SAN ratio of 1:9. Methane gas was
measured in the range of 300 ppm to 4.4%(v/v), with a detection limit of 17 ppm. Fi-
nally, the sensor was tested with methane in water. It was found that when the sensitive
layer was exposed to water, the SAN polymer showed fractures along the surface. In
an effort to circumvent the problem, a protecting layer of PDMS was deposited directly
onto the SAN layer. However, after some time bubble structures appeared within the
layer after exposure to water. Despite this, dissolved methane was successfully and re-
peatedly detected for concentration in range 9 to 46 µM. A detection limit of 49 nM was
obtained, showing that the sensor is suitable for measurements of methane dissolved in
water.
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Next to carbon dioxide, methane is considered one of the most damaging gases to global
warming. This greenhouse gas has become an important environmental topic because
of its ability to absorb radiation in the atmosphere. Methane is the main component
of natural gas and is commonly used as fuel. Vast amounts of methane are stored in
the oceans and in the arctic ice, and could potentially be released into the atmosphere
and further impact the greenhouse effect. Thus it is important to be able to monitor
methane for climate research.
The aim of this PhD is to develop a novel, highly sensitive methane sensor, able
to measure dissolved methane in water. Using evanescent field sensing, high sensitivity
and on-chip integration can be achieved with optical waveguide interferometers. For this
purpose, we looked into the waveguide Mach-Zehnder interferometer. Integrated optics
offers potentially cheap, miniaturised sensors and waveguides that can be integrated
with microfluidic systems. For this aim, optical waveguide structures are studied with
regards to propagation loss, sensitivity and single-mode behaviour, and Mach-Zehnder
interferometers are made.
A sensitive layer for specific measurements of methane is developed in this work.
When in contact with methane, this layer should give a change in refractive index.
Cryptophane-A is a supra-molecular compound that has a cavity structure with a size
suitable for capturing methane molecules. With cryptophane-A mixed into the sensitive
layer, the cavity can contain the methane molecules long enough to change the refrac-
tive index of the sensitive layer. Cryptophane-A is known for its high affinity towards
methane and has successfully been used for optical fibre sensors, for detecting methane
gas and dissolved methane [1–4]. We investigate mainly two host-polymers for the sen-
sitive layer: polydimethylsiloxane (PDMS) and styrene acrylonitrile (SAN), doped with
cryptophane-A for capturing methane.
1
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This project was conducted in parallel with the PhD-project of Firehun T. Dullo,
on sensing of methane in air using the same sensing technique. Our efforts for designing
the sensor were done for the most part separately, but in collaboration. In the finale stage
of the project, our efforts were combined to do measurements of methane in nitrogen.
Later on, I did measurements of methane dissolved in water with the sensor.
1.2 Dissertation outline
This dissertation consists of the introductory chapters, three published articles and a
concluding chapter.
Chapter 2 introduces a selection of methane sensors, divided into spectroscopic
and evanescent field sensing techniques. The chapter also describes the waveguide Mach-
Zehnder interferometer used in this work.
Chapter 3 presents simulations and characterisation results for waveguides and
the Mach-Zehnder interferometer. The chapter describes the optical waveguides used
for the project with simulation of the single-mode behaviour and expected sensitivity
for the Mach-Zehnder interferometer. The chapter continuous with characterisation of
the fabricated waveguides with respect to dimensions, propagation losses and measured
sensitivity. The cleaning procedures and facet polishing is also briefly discussed.
Chapter 4 presents the methane-sensitive layer containing cryptophane-A. Two
host polymers were studied: Polydimethylsiloxane (PDMS) and Styrene Acrylonitrile
(SAN).
Chapter 5 gives an overview of the experimental setup used for methane sensing.
The results for measuring methane gas in nitrogen are included in Paper 3, while the
results for dissolved methane are presented in this chapter.
Chapter 6 contains the three peer-reviewed articles that are included in the dis-
sertation:
Paper 1: Susan M. Lindecrantz and Olav Gaute Hellesø. Estimation of propa-
gation losses for narrow strip and rib waveguides. IEEE Photonics Technology
Letters, 26(18): 1836–1839, 2014. doi: 10.1109/LPT.2014.2337055
Contribution notes: Propagation losses for strip and rib waveguides were
measured and simulated by Susan M. Lindecrantz. The MATLAB program for
estimating the propagation losses from scattered light using a CCD camera was
written by Susan Lindecrantz and P̊al Løvhaugen. The article was written to-
gether by Susan Lindecrantz and Olav Gaute Hellesø.
Paper 2: Susan M. Lindecrantz, J-C Tinguely, B. Singh Ahluwalia, and Olav
Gaute Hellesø. Characterisation of a waveguide Mach-Zehnder interferometer
using PDMS as a cover layer. Journal of the European Optical Society-Rapid
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publications, 10, 2015. doi: 10.2971/jeos.2015.15020
Contribution notes: The modal behaviour and sensitivity of the optical waveg-
uides was simulated by Susan M. Lindecrantz using COMSOL Multiphysics.
These simulations were later verified and confirmed by J.-C. Tinguely using the
software Fimmwave (Photon Design, Oxford, UK). All experiments were per-
formed by Susan M. Lindecrantz. Balpreet S. Ahluwalia and Olav Gaute Hellesø
supervised the project. The article was written together by Olav Gaute Hellesø
and Susan Lindecrantz.
Paper 3: Firehun T. Dullo, Susan M. Lindecrantz, Jana Jàgerskà, Jørn H.
Hansen, Magnus Engqvist, Stian Andre Solbø, and Olav Gaute Hellesø. Sen-
sitive on-chip methane detection with a cryptophane-A cladded Mach-Zehnder
interferometer. Optics Express, 23(24):31564-31573, Nov 2015.
doi: 10.1364/OE.23.031564.
Contribution notes: The experimental work was done in collaboration be-
tween Susan M. Lindecrantz and Firehun T. Dullo (joint first authors). Jana
Jàgerskà contributed to the final stage of the methane sensing and wrote the
main parts of the article. Jørn H. Hansen and Magnus Engqvist contributed
with the fabrication of cryptophane-A and provided helpful discussions regard-
ing cryptophane-A and the chemistry.




2.1 Why measure methane?
In the last decade, interest in the development of optical sensors for gas detection has
increased due to the political and environmental focus on the effects of greenhouse gases
on climate change. The amount of methane gas in the atmosphere has at least doubled
in concentration over the last 300 years, since the dawn of the industrial era [5]. In
the atmosphere, methane absorbs light from the sun and traps 25 times more heat than
carbon dioxide [6]. Because of this it is considered a greenhouse gas. Once released,
methane stays in the atmosphere for at least 10 years before it decomposes into water
and carbon dioxide.
Methane is a colour- and odourless gas that is flammable above a concentration
of 4.4% in air, at standard pressure and temperature (1 bar, 20oC) [7]. Because of
its chemical composition and structure, consisting of one carbon and four hydrogen
atoms, the molecule is chemically stable (non-polar, symmetrical, uncharged) and is
only affected by the weak van der Waals forces [8]. Because of this, it is a difficult task
to detect methane with methods that require a chemical reaction.
Methane is emitted from both human and natural sources. The natural sources
includes wetlands and oceans. Vast amounts of methane are stored as clathrate hydrates
and permafrost in the arctic and on the ocean floors. When the climate becomes warmer,
the ocean temperature will rise and may destabilise these vast methane reservoirs, po-
tentially releasing large amounts of methane into the atmosphere. Methane also comes
from human activities such as agriculture, waste management, leakage from natural gas
production and transportation facilities, leakages during drilling for oil, gas or even coal
mining [9] and from the use of fossil fuels.
From the ocean, samples of water have been obtained and measured in a laboratory
with a gas-chromatograph equipped with a flame-ionization detector [10]. It has showed
dissolved methane concentrations varying from a few nM in the near-shore and up to
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1.08 µM in the deep basins in the central Baltic Sea [11]. In the summer 2012, a
newly developed methane sensor (based on surface plasmon resonance) recorded methane
concentrations, also in the central Baltic Sea, varying from 5 nM up to a few hundred
nM [2].
To better understand the global methane cycle and being able to track the global
warming effects of methane emissions from wetlands and oceans, it is necessary to quan-
tify methane sources in-situ and in real-time with the use of optical sensors that can be
deployed as a sensor grid and robust enough to be operated in extreme conditions at
large depths in the oceans.
2.2 Current methane sensors
Many sensors have been designed for monitoring methane in the atmosphere and in the
sea, such as acoustic [12, 13], electrochemical, metal-oxide semiconductor [14], capacitive
and catalytic sensors [15]. Although some of these sensors are cheap to produce and in
general simple in design, they exhibit in general low sensitivity, long-term drift and can
respond to other chemical species than methane [14, 16].
Table 2.1 displays a summary of some technologies used to measure methane gas
and their advantages and disadvantages, based on review articles [17, 18].
The most accurate instruments use optical spectroscopy, which is capable of de-
tecting concentrations as low as ppb-levels. But these are usually laboratory based
instruments that are expensive, bulky and require skilled personnel to be operated. In
recent years, tunable diode laser absorption spectrometers (TDLAS) have been devel-
oped for in-field sensing of gas. A measurement is obtained by scanning over an isolated
absorption line of methane using a narrow laser. TDLAS are able to measure methane
concentrations at ppm-level [19, 20], but require methane to be in the gas phase (free
from water interference).
The main limitation of sensors operating in the gas phase, such as optical and
mass spectrometers, is the necessary use of gas-extraction membranes to be able to
measure methane dissolved in water. This is done by using silicone membranes (e.g.
polydimethylsiloxane (PDMS), Teflon) that are semi-permeable to gas [21, 22]. This is
because water absorbs strongly in the infrared region and interferes with the spectral
bands of interest, prohibiting the use of optical spectrometers directly on water samples.
These membranes are sensitive to environmental conditions, increase the response time,
influence the limit of detection and may show strong hysteresis effects[23].
Another method for measuring methane is the use of Raman-spectroscopy, which
gives good selectivity, but is much less sensitive than IR-spectroscopy, with a reported
limit of detection of 36 ppm [18, 24]. The reason for this is the very low Raman-
scattering, which can be improved using surface enhanced Raman scattering (SERS).
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Raman spectrometers can directly measure gas hydrates, gases, liquids and dissolved
species [25].
Mass spectrometers are very useful for sensing methane. Just a few years ago, these
spectrometers were large and laboratory based. However, development of the technique
has made the spectrometers more compact, enabling measurements of methane in the
field [18]. In 2012, an in-situ mass spectrometer (InSpectr200-200) was reported for
measurements of dissolved methane in surface and bottom waters of coastal areas and
lakes. The limit of detection was improved from previously reported 100 nM to 16 nM
[23, 26, 27].
Most of today’s subsea measurement systems require either that a sample is taken
from location and measured in a laboratory, or the data collected during the measure-
ment cannot be analysed on site. It would be preferable to have a stand-alone system
that can measure in-situ, is remotely operated, low cost and miniaturised, but robust
enough to survive in the environment of the deep or shallow ocean. Moreover, it is
highly desirable to be able to deploy these methane sensors in an array in parallel fash-
ion, monitoring several spatial locations simultaneously.
A new type of methane sensors has been developed over the last decade, using
a supra-molecular compound in a host polymer. This sensitive layer, deposited onto
an evanescent field sensor, changes the refractive index of the host polymer when the
guest molecule is introduced into the compound structure. The change in refractive
index is measured by the sensor and can then be related to the concentration of the
guest molecule. There is a potential for extending the range and improve the sensitivity
of these sensors. However, to bring optical sensors to the bottom of the ocean will
be challenging due to the high pressure the sensor (and the wafer) would experience.
The sensor would have be be placed in a protective casing. Since this has been done
for other sensors such as mass- and Raman spectrometers, this should be possible with
some clever engineering. Alternatively, the sensor could be measured on the surface, with
water being pumped up from the ocean, as was done for the surface plasmon resonance
(SPR) sensor [2].
In the following, a brief description of selected sensors used for dissolved methane is




Infrared absorption (IR) spectroscopy is one of the most common methods for gas sensing
in the environment and industry [28]. It is based on detection of a single spectral line,
a transition (absorption), from the gas under investigation. Each spectral line has a
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specific wavelength, width and line shape, that is measured to identify species and
to estimate the concentration of the molecule. Each molecule has its own fingerprint
forming ”bands” of spectral lines, emerging from the harmonics, vibration and rotation
bands of the molecule of interest. An IR-absorption spectrometer contains a collimated
light source such as a diode laser, an absorption cell containing the gas molecules to be
investigated and a photodetector to record the transmitted intensity, as shown in Figure
2.1. The concentration of the gas is determined by the Beer Lambert’s law [29] :
I = I0e
σ(λ) (2.1)
σ(λ) = εlc (2.2)
where σ is the absorbance (a.u.), I0 is the initial power of the light beam, I the
power after absorption, ε is the molar absorptivity (Lmol−1cm−1), l the path length
(cm), and c the concentration of the molecule (molL−1).
Figure 2.1: Principle of an IR-absorption spectrometer.
IR-spectrometers are sensitive to temperature variations since it requires time for
the gas to reach thermal equilibrium. These spectrometers are also sensitive to optical
noise and background absorption. The sensor is also sensitive to interference by water
lines, as water has very strong absorption bands in the same regions as the hydrocarbons.
Because of this water interference, to measure methane dissolved in water, the methane
has to be separated from the water with a membrane system and measured in gas phase.
Although these sensors are very accurate, the spectrometers are usually expensive and
bulky [17]. Methane gas has been measured with TDLAS with a limit of detection of 6
ppm to 1.1 ppm [19, 20].
Methane sensors 9
In 2013, a highly-sensitive methane sensor (HISEM) with laser diode for infrared
absorption and equipped with a membrane inlet system, measured concentrations down
to 50 nM methane in a test area off-shore and with a limit of detection of 3 nM [30, 31].
To avoid the use of membranes, a spectrometer based on a polymer coated waveg-
uide (or fibre) has been proposed [32]. As light is guided at the interface of the waveguide-
polymer, an evanescent field is produced. Any resonant absorptions from molecules
occurring at this surface, give spectra similar to conventional transmission absorption
spectra. The hydrophobic nature of the polymer coating prevents the water from being
in contact with the evanescent field while methane diffuses through the polymer. This
sensor is this also an evanescent field sensor (see section 2.2.2.2) with a polymer layer
similar to the one used in this work. The output signal of the waveguide is measured
with a compact Fourier Transform IR spectrometer.
2.2.1.2 Mass spectrometers
A charged particle that pass through a magnetic field, is deflected along a circular path
with a radius proportional to the ratio of mass to charge (m/e). In an electron mass
spectrometer, high energy electrons are used to form molecular ions and even break
apart the molecule into smaller ions. Ions are focused into a beam and accelerated into
a magnetic field. The ions are deflected along different circular paths depending on their
masses. By adjusting the magnetic field, the ions are focused onto a detector.
Large efforts have been made to develop the mass spectrometer for underwater
applications. A mass spectrometer (TETHYS) was used for in situ-measurements of
methane in the deep waters of the Gulf of Mexico (down to 30 m, 200 m is possible)
[33]. The relatively small compartment of TETHYS can be attached to a remotely
operated vehicle (ROV) and controlled remotely for detection of hydrocarbons in the
sea [34]. A limit of detection down to sub-ppm has been obtained [31, 35]. One of the
limitations of the sensor is that it requires separation of the gas from the water by a
membrane [34].
2.2.1.3 Raman spectroscopy
Spectroscopy based on the Raman-effect is a well established technique. Raman spec-
troscopy measures the scattered light from a molecule when the molecule is excited by
a light source. The Raman scattered radiation has wavelengths different from the ex-
citation source due to the exchange of energy between the incident photons and the
molecule.
One of the main disadvantages of Raman spectroscopy is that the Raman scattering
is weak and the species for investigation has to be Raman active. Raman scattering also
competes with the much stronger fluorescence. In the ocean, there are many fluorescent
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species, e.g. chlorophyll, that exhibit auto-fluorescence and can compete with the Raman
measurement [36].It exhibits low sensitivity due to the weak Raman scatterering and the
extremely small cross section of the Raman process (10−31 − 10−29cm2 per molecule)
[35].
Surface enhanced Raman scattering (SERS) allows enhancement of the Raman
signal by resonance of surface plasmons, which produce a strong electromagnetic field
around the analyte. The 1014− 1015 enhancement factor provided by a SERS substrate
therefore allows detection of molecules at very low concentration [25].
A deep-ocean Raman in-situ spectrometer (DORISS) has been developed, using
this principle, for geochemical studies at oceanic depths [37–41]. It has some challenges,
as it contains fragile optical components that can be damaged during transportation.
Also, it requires a vibration-free environment and temperature stability during mea-
surements. Special attention is required in preparation of the SERS substrates. This is
because the smallest variation in the SERS structures can give rise to a different ampli-
fication factor [41]. In addition, the SERS surfaces are sensitive to photo-degradation
with use of high-intensity laser sources [37]. Gas hydrates containing methane has been
detected near the seafloor at the Hydrate Ridge [39, 40]. A detection limit of 36 ppm
[18, 24] was reported with the same sensor using proper calibration and temperature
measurements.
2.2.2 Evanescent field sensors
The evanescent field of light guided in a dielectric or metallic structure can be used for
sensing purposes. When light propagates through a guiding structure by total internal
reflection, an evanescent field is created that is exponentially decaying from the reflecting
boundaries. This is discussed further in section 2.3.1. For a waveguide, a change in
refractive index of the layer within the evanescent field, will change the effective refractive
index, N , of the guided mode. Examples of evanescent field sensors are surface plasmon
resonance (SPR), fibres and (planar) optical waveguides, see Fig. 2.2.
2.2.2.1 Surface plasmon resonance sensor
Surface plasmon resonance (SPR) was first demonstrated in 1968 [42] and is today one
of the more common principles for label-free evanescent field sensors. It measures the
refractive index variation near a metal-dielectric interface in real-time. An incident light
beam resonates with free electrons on the surface of a metal (gold or silver), introducing
electromagnetic waves called surface plasmons. A change of the (complex) refractive
index near the surface leads to attenuation of the reflected beam and a change of the
resonance angle. This can be seen as a dip in the SPR reflection curve and the shape












Figure 2.2: Examples of some common evanescent field sensors. a) shows a surface
plasmon resonance (SPR) sensor with a prism and a metal layer coating. b) shows a
simple fibre sensor with an uncladded sensing region. The red peaks represents the
evanescent field at the sensing interface. Here θc is the critical angle for which total
internal reflection occurs.
the metallic surface. As an example, when a molecular binding takes place on a func-
tionalised surface, the SPR curve is shifted.
The limit of detection for SPR sensors is generally around 1× 10−6 RIU [43], and
can be improved with various techniques such as phase modulation [43, 44]. The sensor
can be quite large and expensive if a tuneable laser is added to the system [45]. The
SPR sensor is used in the bio-sensing community and is commercially available.
In 2001, an SPR senor was reported for hydrocarbons (including methane gas)
using a gold layer coated with an isoprene rubber (IPR), with a limit of detection of
1800 ppm [46]. Later, this was improved to 700 ppm by using SPR with polarization
interferometry and angle modulations [47, 48]. An SPR sensor using a polydimethyl-
siloxane (PDMS) layer incorporating molecules of cryptophane-A was reported to sense
methane gas in 2008 [49]. The reported limit of detection was 0.2 nM. In 2013, this sen-
sor was successfully used for measurements of methane in the Baltic Sea. The measured
concentrations were from 75 nM to 130 nM, at 100 m depth. At 70 m depth, lower
concentrations were found, from a few nM up to 65 nM [2]. In the field, the SPR sensor
showed to have a sensitivity of 6 to 7 x 10−7 RIU/nM and the detection limit varied
from 3 to 7 nM. [2]. The advantage of SPR sensors for dissolved methane measurements
is insensitivity to water and thus separation of the gas from the water column is not
required. The sensor uses a sensing layer (see chapter 4) for specific measurements and
this polymer layer may degrade with time.
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2.2.2.2 Fibre sensors
A fibre is an optical waveguide with a cylindrical structure, that guides light through
a core with higher refractive index than the surrounding cladding. Light is guided by
total internal reflection (TIR). The propagating optical wave is then bounded in the
core and forms an evanescent field that reaches into the surrounding cladding. Fibres
may be single-mode or multi-mode depending on the core diameter. Fibre sensors are,
like optical waveguides, immune to electromagnetic interference, small in size, operating
at a wide temperature range, chemically passive and have relatively low fabrication
costs. Several techniques have been developed for interaction of the guided light with an
external measurand, e.g. using tapered fibres, fibres with the cladding pealed off, short
or long-period grating structures [50].
Several of these fibre sensors have recently been specially adapted to measure
methane, by using a transparent polymer cladding with Cryptophane-A (or Cryptophane-
E) deposited onto the fibre core. In 2005, Benounis et al. showed that the specific ab-
sorption of methane in Cryptophane-A led to an increase of the refractive index of the
cladding [4]. They reported a limit of detection of 2% (v/v) with Cryptophane-A and
6% (v/v) with Cryptophane-E. In 2009, a mode-filtering technique was used with a sili-
cone cladding incorporating Cryptopahane-A. The sensor was characterised for a range
of 0-16% (v/v), with a limit of detection of 0.15% (v/v) [3]. A fibre sensor with a long-
period grating has been reported to measure methane with a thin styrene-acrylonitrile
(SAN) film containing Cryptopane-E, with a detection limit of 0.2 % (v/v) [1, 51].
2.3 Methane sensing with waveguide interferometers
Waveguide sensors have proved to be highly sensitive for biological- and chemical ap-
plications. In this work, we develop an interferometric waveguide sensor for specific
detection of methane with a sensitive layer. To specifically detect methane it is neces-
sarily to use a sensitive layer that gives a change in refractive index when interacting
with methane. The following sections give an introduction to optical waveguides and the
principles of evanescent field sensing. This is followed by a description of the principles
of waveguide interferometers and the Mach-Zehnder interferometer used in this work.
2.3.1 Evanescent field sensing with optical waveguides
In a dielectric optical waveguide, the propagation of light can be described by Maxwell’s
equations. The waveguide consist of different layers. By imposing boundary conditions
to these layers, the guided modes of the waveguide structure can be found. These modes
are determined by the geometry of the structure, the refractive index of the different
layers and the wavelength and polarisation of the light.
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The simplest structure of an optical waveguide is the slab waveguide, in which light
is confined by total internal reflection (TIR) between a high refractive index material
(n2) surrounded by two layers with a lower refractive index (n1 and n3), see Figure 2.3.
Slab waveguides are not very useful for sensing applications, because they only confine
light along one axis (y-axis in Figure 2.3). Instead it is more common to use channel
waveguides, that confines light in two dimensions (x- and y-axis). Examples of such
waveguides are strip-waveguides and rib-waveguides. The modes of a slab waveguide can
be found analytically, while the mode analysis for channel waveguides is more complex
and has to be done numerically.
When studying the optical modes, it is convenient to separate between transverse
electric (TE) and transverse magnetic (TM) polarisation of the modes. For a TE mode,
the electric field exhibits only a component perpendicular to the incidence plane, cor-
responding to Ex ( Ex 6= 0, Ey = Ez = 0), imposing Hx = 0 with Hy and Hz 6= 0.
In the case of TM polarisation, the modes are characterised by a magnetic field vector
perpendicular to the incidence plane (Hy = Hz = 0 and Hx 6= 0), imposing Ey and Ez
6= 0, Ex = 0.
The effective refractive index, N , represents the guided mode as it propagates
along the z-direction of the waveguide, such that n2 > N > n1, n3. It is related to the
propagation constant of the electromagnetic field, β, by β = k0N .
Figure 2.3: Shows an sketch of the fundamental transverse electric (TE0) and first
transverse electric mode (TE1) of an asymmetric waveguide, such that n1 6 n3 < n2.
The waveguide can supports one or many modes. If the waveguide only support
one mode, it is referred to as single-mode, while if the waveguide supports several modes
it is referred to as multi-mode. See Figure 2.3 for an illustation of the two first modes
of a slab-waveguide.
Away from the boundaries of an optical waveguide, the electromagnetic field of the
guided light decays exponentially to zero. This part of the field, that extends into the
upper and under claddings, is called the evanescent field and is illustrated in figure 2.3.
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The electric component of the evanescent field decays exponentially into the (upper-)
cladding according to:
Ex(y, z) ∝ Ex0 × exp−α(y−d/2) (2.3)
where Ex0 is the electric field at the interface of the waveguide, d is the thickness of






N2 − n2i (2.4)
where ni is the refractive index of the upper- (i = 1) or under-cladding (i = 3)
and λ0 is the wavelength of the propagating wave. The evanescent field can reach a
few hundred nanometers, up to about 1µm away, from the waveguide surface. The
strength of the field depends on the dimensions of the waveguide and the difference
in the refractive index between the core and the cladding. It is critical for waveguide
sensors to have a strong evanescent field in the upper-cladding (i.e. sensing layer).
To achieve high intensity in the evanescent field, it is desirable to work with a
waveguide material with high refractive index contrast and with thin waveguide layers
(< 200 nm), as shown in paper 2. However, it is shown in section 3.1 that to be single
mode strip waveguides must be more narrow than what can be achieved by standard
photolithographic techniques and give higher losses compared to rib waveguides (shown
in paper 1). Therefore, rib waveguides were chosen for this work. The waveguides were
fabricated on a silicon wafer, with a waveguide core of silicon nitride (Si3N4, n = 2.0 )
surrounded by upper- and under-claddings of silicon oxide (SiO2, n = 1.46 ).
Methane, being an inert molecule, cannot be directly attached to the surface of
the waveguide by means of direct chemical binding. Instead, a host polymer incorporat-
ing a supra-molecular compound, can be applied onto the surface as a sensitive layer.
The supra-molecular compound captures the methane molecule so that the presence of
methane can be detected by the evanescent field. Chapter 4 describes the creation and
characterisation of this sensitive layer.
2.3.2 Waveguide interferometers
As early as 1804, a scientist named Young performed a very famous experiment with
a double-split, showing that light could behave as waves. This played a crucial role
in establishing the wave theory of light. In his experiment, light passed through two
closely spaced slits, producing an interference pattern in the far-field. A century later,
interference of two collimated beams was used for measurement of phase change and
hence change of refractive index [52, 53].
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When optical waveguides were invented, waveguide Young and Mach-Zehnder inter-
ferometers proved to be useful for sensing. Many variations of these have been proposed
in the last few decades as reviewed in [54]. In this work, however, we limit our inves-
tigation to two basic configurations, the normal Mach-Zehnder and the tapered Young
interferometer as seen in Fig. 2.4. These optical interferometers have shown detection
limits on the order of 1×10−7 RIU for the Mach-Zehnder interferometer [55] and 1×10−8
RIU for the Young interferometer [56].
a)
b)
Figure 2.4: Showing a sketch of the Mach-Zehnder interferometer (above) and the
tapered Young interferometer (below) with examples of their respective output signals.
Both interferometers have an input single-mode waveguide. The waveguide is split
into two arms by a Y-juncion. The sensing arm has a window where the silica top-
cladding is removed by etching, exposing the optical waveguide, where the sensing layer
is introduced. The optical mode in the reference arm is protected with a top-cladding.
In the case of the Mach-Zehnder interferometer, the two arms are recombined with
a second Y-junction into a single-mode output waveguide, see Fig. 2.4. A change
in refractive index in the sensing window changes the effective refractive index of the
guided mode in the sensing arm. When the two arms are recombined, this gives a phase
difference between the two arms, which causes interference. A fringe pattern is obtained
as function of time if the measurand changes.
In the Young interferometer, the tapered and inclined arms give two oblique beams,
see Fig. 2.4. These are combined in a slab and give rise to an interferogram at the cross-
ing point of the two beams. The chip is cut at the crossing point and the interference
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pattern at this point is projected onto a CCD camera. The phase is obtained by mon-
itoring the position of the interference pattern with time. This is a challenging design
because the sensor chip must be cut and polished at this intersection point to give an
interferogram with high visibility.
Both types of interferometers were designed and fabricated, but only Mach-Zehnder
interferometers were used for gas detection due to its simple output reading. It is
described further in the following section.
2.3.3 The Mach-Zehnder interferometer
For the Mach-Zehner interferometer, the phase difference between the two propagating





where NS andNR are, respectively, the effective refractive index for the guided
mode in the sensing arm and in the reference arm, L is the length of the sensing window
and λ0 is the wavelength in free space. The phase difference induces a change of the
output intensity, I:
I = IS + IR + 2
√
ISIRcos(∆φ) (2.6)
where IS and IR are the intensities of the light in the sensing and reference arms,
respectively. The output intensity from the waveguide Mach-Zehnder interferometer is
thus directly related to the phase difference between the sensing arm and the reference
arm. The phase change can then be expressed as:
∆φ = ∆φ0 + cos
−1
(






This can be expressed as function of the maximum and minimum values of the
measured intensity (Imax and Imin, respectively) according to:









The phase ∆φ0 is the initial phase difference between the two arms. Due to different
coatings on the reference and sensing arm, the initial phase might vary. However, the
temperature of the sensor was adjusted to place the output intensity in the middle of
an interference fringe before each measurements, as discussed in section 2.3.3.
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The intensity of the Mach-Zehnder interferometer is periodic in nature due to the
cosine-term in Eq. 2.6. This gives some drawbacks such as sensitivity fading, fringe
order and directional ambiguity, as illustrated in Fig. 2.5.
Figure 2.5: Sketch of the transmission curve and the intrinsic drawbacks of the Mach-
Zehnder interferometer: sensitivity fading, fringe order ambiguity and directional am-
biguity.
The interferometer has an initial phase between the two interferometer arms. When
a phase shift is introduced, the output signal will change according to the transmis-
sion curve. Sensitivity fading occurs when the initial phase is located at one of the
extremes of the transmission curve. If a small phase change is introduced at this posi-
tion, it will generate a small or no intensity change compared to if the interferometer
is tuned to a quadrature point. At the quadrature points, the sensitivity is at a max-
imum, while at the extremes of the periodic transmission curve, the sensitivity is at
a minimum, giving rise to sensitivity fading. For this reason, the sensor will respond
differently depending on the ”working point” of the interferometer. A second problem is
the directional ambiguity: if the ”working point” is at an extreme point of the periodic
function, the direction of a phase change cannot be determined from the output signal
alone. The fringe order ambiguity occurs because any 2π integer of the phase shift is an
equally probable solution. In addition, changes in temperature and fluctuations of the
input-coupling can cause a drift of the ”working point” of the interferometer.
To solve these intrinsic limitations, various solutions have been reported. One
method is electro-optical modulation [57] and various modulation techniques (such as
electro-optical, thermo-optical and wavelength modulations) [54]. The disadvantage
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of electro-optical modulation is a complex fabrication process that it is no longer all-
optical, but includes electrodes and electrical connections. Electrical components can
be dangerous for gas detection.
A new phase modulation technique has been presented by tuning the wavelength of
the light source [58, 59]. The disadvantage is, however, that an expensive tuneable laser
is required. Despite its advantages and several realisations in the laboratory, the only
commercially available waveguide Mach-Zehnder interferometer is, as far as we know,
Optisense, for applications in bio-sensing and chemical analysis [60].
In our work, care was taken to avoid or reduce some of the drawbacks of the
Mach-Zehnder interferometer. To avoid sensitivity fading and directional ambiguity, all
measurements started from a quadrature point. Regarding the fringe order ambiguity,
the low concentrations of methane, in the range of a few µM or less, did not give rise
to a phase change larger than π/2 radians. A Peltier-element was used to stabilise the
temperature during the measurements. Since the phase change for methane was so small,
the temperature had to be manually tuned to find maximum and minimum intensity




In this chapter, the design and the requirements for the waveguides in the Mach-Zehnder
interferometer are presented. This includes the number of modes, the sensitivity to
change of refractive index and the propagation losses. The fabrication method is de-
scribed briefly as it was done externally. Procedures for chip preparations (such as
cleaning of chip and polishing) are included, together with some methods and results
regarding the characterisation of the optical waveguides after fabrication.
3.1 Simulation of single-mode waveguides
In a waveguide Mach-Zehnder interferometer, light propagates in the sensing arm and
the reference arm. If the refractive index in the upper-cladding changes in the sensing
arm, the phase velocity of its guided modes change relative to the modes in the reference
arm. When the two arms recombine, interference is obtained. If these waveguides are
multi-mode, each mode carries information, all the modes interfere with each other and
the information is averaged out, not giving clear maxima and minima. This is why it is
important to have single-mode waveguides in a Mach-Zehnder interferometer.
COMSOL MultiphysicsTM was used for mode analysis of optical waveguides. COM-
SOL is a multipurpose software platform for simulating physics-based problems. In this
software, the radio frequency (RF) module was chosen for 2D mode-analysis. The RF-
module is based on the finite element method. The method of finding the single-mode
limit is described in the following, together with some results from paper 2.
For the upper-cladding, different mediums were considered. When these simula-
tions were first done, Polydimethylsiloxane (PDMS, n = 1.412) was the polymer con-
sidered as a sensitive layer. For comparison, water (n = 1.33) was also simulated as
a cover medium. The layout of the shallow rib-waveguide is shown in figure 3.1. The
19
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Table 3.1: Parameters used for the mode analysis.
Parameter Dimension (nm) Refractive index
Upper-cladding - 1.56 / 1.412 / 1.33
-Thickness 2000 -
Core - 2.0
-Thickness (H) 50 - 200 -
-Rib height (h) 1 - 20 -
-Rib width (w) 2000 -
Under-cladding - 1.46
-Thickness 4000 -
simulations were made for the parameters given in table 3.1 and a wavelength of 785
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Figure 3.1: a) shows a sketch of the cross-section of a rib-waveguide. W is the
waveguide width, H is the core thickness and h is the rib height. b) shows an illustration
of the chip sensor with three Mach-Zehnder interferometers (not to scale).
The modes of the waveguide were found in COMSOL and further analysed in
MATLAB, as shown in Fig. 3.2. The mode is taken to be guided when the field of the
mode decreases exponentially away from the rib-waveguide.The limit between single-
mode and multi-mode waveguides was thus chosen as the point where the evanescent
field of the fundamental mode ceases to decrease exponentially.
Figure 3.2 shows an example of the profile of evanescent fields for different rib
heights and for a structure with core thickness of 140 nm, waveguide width 2 µm and
PDMS as cover medium. It shows the fields for the first order mode for TE- and TM-
polarisations. For TE-polarisation, the mode becomes guided for rib heights of 8 nm and
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higher. This means that the waveguide is single-mode for rib heights ≤ 7 nm. Likewise,
for TM-polarised light, the first order mode starts to become guided at 10 nm. The rib
waveguide is thus single-mode for rib heights less than 10 nm. A summary of the mode
analysis can be found in figure 3.4.
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Figure 3.2: The evanescent field of the first order mode with PDMS as sensing layer,
core thickness of 140 nm, waveguide width 2 µm and different rib heights. a) shows the
field for TE polarised light (TE1) and b) for TM polarised light (TM1).
The results obtained with Comsol were later verified by Jean-Claude Tinguely,
using the software FIMMWAVE (Photon Design, Oxford, UK). FIMMWAVE is based
on the film mode matching method (FMM) [61]. Using Fimmwave, the single-mode limit
was taken as the point where the first-order mode becomes leaky (TM-polarisation)
or where its loss increases sharply (TE- polarisation) when decreasing the rib height
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[62]. For both polarisations, the differences between the two methods are small and
comparable to the resolution of the methods (approximately 1 nm). It has been shown
previously, by reducing the rib height to 3 nm, that waveguides can be made single-mode
for a width of 4 µm [63] at 633 nm.
a) rib rib rib b) c) 
Figure 3.3: Examples of modes for a shallow rib-waveguide. a) and b) shows the
fundamental TE- and TM-mode, respectively (5 nm rib height, 2 µm rib width and
200 nm core thickness). c) shows the first order TM-mode (15 nm rib height, 2 µm rib
width and 200 nm core thickness).
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Figure 3.4: Limit between single-mode and multi-mode waveguides for 2 µm wide
rib-waveguides for TE- and TM-polarisation and for a cover medium of a) water (n =
1.33) and b) PDMS (n = 1.412).
The single-mode limit is decreasing for TM-polarisation and slowly increasing for
TE-polarisation for increasing core thickness as shown in Fig. 3.4. As the core thickness
decreases towards zero, the guiding of the first-order mode will cease for any rib height.
Thus, for decreasing core thickness, the single-mode limit increases. This effect is domi-
nating for TM-polarisation. For fixed rib height and increasing core thickness, the ratio
of rib height to core thickness decreases. This will, at some point, give weaker guiding
and the single-mode limit will increase with core thickness. This effect causes the slow
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increase of the single-mode limit for TE-polarisation. The mode-behaviour is compa-
rable to the work published by Firehun T. Dullo, where he also investigated bending
losses of our sensor [62]. For a given polarisation and core thickness, the single-mode






























































Figure 3.5: Limit between single-mode and multi-mode strip waveguides for TE- and
TM-polarisation and for a cover medium of a) water (n = 1.33) and b) PDMS (n =
1.412).
Figure 3.5 shows single-mode limits for strip-waveguides. Single-mode waveguides
are obtained for waveguide width less than 1µm, which is difficult to fabricate using
standard photolithography and has high propagation losses due to side-wall roughness
(see section 3.5 and paper 2). Shallow rib waveguides were thus selected for the sensor.
In conclusion, for a waveguide with width 2µm, core thickness 150 nm and TM-
polarisation, a rib height less than 7 nm gives single-mode behaviour. With fabrication
margins in mind, the height of the rib structure was chosen to be 5 nm. In the next
section, we study the sensitivity of the sensor with different polymer layers.
3.2 Simulation of sensitivity to refractive index changes
The sensitivity to changes in the refractive index of the upper-cladding of rib-waveguides
is studied. For comparison, the sensitivity for strip-waveguides was also simulated. In
this section, the method used in paper 2 is presented together with some supplementary
results with styrene-acrylonitrile (SAN).
The homogeneous (bulk) sensitivity is defined as the sensitivity to variation of the
effective index of a guided mode induced by a change of the refractive index of the cover
medium. The surface sensitivity is defined as the sensitivity to changes in the thickness
of the cover medium. It is not considered here, since the sensing layer thickness should
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remain unchanged during the measurements. The homogeneous sensitivity, for a three












where n1 is the refractive index of the cover medium, N is the effective refractive
index of the guided mode, P0 is the power of the evanescent field in the cover medium,
and PT is the total power of the guided mode. Here, r = 0 for TE-polarisation and r =
1 for TM-polarisation.
Eq. 3.1 is for a slab waveguide, but since we are using a shallow rib-waveguide with
a rib height of only a few nanometers, Eq. 3.1 can be considered a good approximation.
The power fraction was estimated with COMSOL, based on the simulated power
flux, Pz(x, y) [W/m
2] in the direction of the propagation (z-direction). The total power




Pz(x, y) dxdy. (3.2)
The area A is the entire waveguide for the total power of the guided mode and the
cover medium for the power in the evanescent field. Thus, with the obtained refractive
index of the fundamental modes and using Eq. 3.1, the sensitivities could be estimated
for TE- and TM-polarisation.
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Figure 3.6: Shows the homogeneous sensitivity with a) water as sensing medium (n
= 1.33) and b) with PDMS as sensing medium (n = 1.412). The sensitivity is shown
as function of core thickness for a 0.5 µm wide strip-waveguide (red) and for a 2 µm
wide rib-waveguide (blue, 5 nm rib height). Both waveguides are single-mode.
Figure 3.6 shows the sensitivity for strip and rib-waveguides as function of the core
thickness. These graphs were simulated with water (n = 1.33) and PDMS (n = 1.412) as
cover media. It shows that the sensitivity is in general higher for TM-polarisation than
for TE-polarisation. The sensitivity as function of rib height (h) and waveguide width
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(w) proved to be constant (not shown) for a fixed total thickness (H), as defined in Fig.
3.1. Instead, the sensitivity changes with the total thickness (H) since it has a bigger
impact on the power in the evanescent field. This is because the sensitivity is directly
proportional to P0/PT as seen in Eq. 3.1. Thus, when the core thickness decreases,
the power in the cover medium (P0) increases, while the effective refractive index of the
mode (N) decreases, giving rise to an increased sensitivity.
Core thickness (nm)





































Figure 3.7: Shows the homogeneous sensitivity with water (n = 1.33), PDMS (n =
1.412) and SAN (n = 1.556) as cover medium. The sensitivity is shown for a 2 µm wide
single-mode rib-waveguide with 5 nm rib-height.
Strip-waveguides give a slightly higher sensitivity than rib-waveguides, with the
maximum of the sensitivity curve shifted to thicker cores. Strip-waveguides were not
considered for the final design because the width giving single-mode waveguides was less
than 1 µm, as shown in section 3.2. This would be difficult to fabricate with standard
photolithography techniques.
During the experiments, it was discovered that PDMS might not be optimal as
a sensitive layer, as discussed in chapter 4. For this reason, a new cover layer was
Simulation and characterisation of Mach-Zehnder interferometers 26
investigated: styrene-acrylonitrile. The sensitivity for SAN was not included in paper
2 and it is thus given here.
Figure 3.7 shows the sensitivity as function of core thickness with water (n = 1.33),
PDMS (n = 1.412) and SAN (n = 1.556) as cover medium for a rib-waveguide (w = 2
µm , h = 5 nm). The figure clearly shows that with higher refractive index of the sensing
layer, the ”maximum” sensitivity is shifted towards smaller core thicknesses. The last
sensitivity point (i.e. thinnest core) for SAN as cover medium is for a core thickness of
75 nm and 50 nm for TE and TM-polarised light, respectively. No modes were found
for thinner cores. This is because the fundamental mode has reached cut-off faster than
when we used PDMS and water as cover layer, due to the higher refractive index of
SAN.
For example, for a core thickness of 150 nm and TM-polarisation, the sensitivity
is found to be 0.26 for water, 0.34 for PDMS and 0.54 for SAN. For SAN, 47% of the
optical field (P0/PA) is located within the cover medium, as seen in Figure 3.8. The
corresponding value for water is 19% and for PDMS 27%.
For a core thickness of 50 nm and TM-polarisation, the homogeneous sensitivity
for SAN reaches 0.91, as the fundamental mode approach cut-off. This is a very high
value for evanescent field sensing and close to the sensitivity for a free-space beam (=
1).
Figure 3.8: Shows the 47% mode-overlap for the TM0 mode with SAN (n = 1.556)
as cover medium for a rib-waveguide with 2 µm width, 5 nm rib height and 150 nm
core thickness.
In conclusion, a cover medium with high refractive index gives higher sensitivity
with the maximum shifted towards smaller core thicknesses, approaching guiding cut-off.
The sensitivity is not dependent on the waveguide width or the rib height for a fixed
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core thickness. TM-polarised light gives higher sensitivity than TE-polarised light. A
core thickness of 150 nm was chosen for the fabrication based on using PDMS as cover
medium, giving maximum sensitivity for PDMS of 0.34.
When the dimensions of the waveguides had been determined in relation to ob-
taining single-mode waveguides with high sensitivity, the next step was to design and
fabricate the sensors. Once the sensors were designed and fabricated, the sensitivity
of the waveguide to refractive index was measured and is discussed in section 3.6 and
paper 2.
3.3 Design, fabrication and characterisation
A set of wafers was fabricated by IMB-CNM (CSIC, Barcelona, Spain). The photolithog-
raphy masks with the design were created by Firehun T. Dullo and Viktor Sokolov, based
on the simulated design parameters from sections 3.1 and 3.2. Six wafers were made
with the same layout and material structure, each of them with a diameter of 100 mm.
Figure 3.9 shows the complete mask design made with the commercial software CleWin
5 (PhoeniX).





Figure 3.9: The layout of the photolithography mask. The wafer contains four ”nor-
mal” sensor chips and two additional chips with a ”special” design.
Each wafer contains six chips, with four standard chips (25 x 40 mm) and two
special chips (20 x 35 mm) with straight waveguides, bended waveguides of different
radius, unbalanced interferometers and interferometers with extra long sensing windows
for additional characterisation. Each standard chip contains several Mach-Zehnder and
Young interferometers. The chip also contains straight waveguides, with and without
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tapered structures for characterisation of Young inteferometers. The interferometers
have been designed with a combination of different sensing lengths (1, 2 and 3 cm),
waveguide widths (1.5, 2 and 3 µm) and with a sensing window on one arm or on both
arms, as seen in Fig. 3.10.
Double sensing windows 




Straight waveguide, w = 3 µm 
Straight waveguide, w = 2 µm 
Straight waveguide, w = 1.5 µm 
Straight waveguide, w = 10 µm 
Mach-Zehnder interferometer 1, w = 2µm 
Mach-Zehnder interferometer 2, w = 2µm 
Mach-Zehnder interferometer 3, w = 2µm 
Mach-Zehnder interferometer 4, w = 2µm 
Figure 3.10: Shows the mask-layout for the input y-junction of the Mach-Zehnder
interferometers with one or two sensing windows.
In the fabrication process, a silica (SiO2) layer (n = 1.46) with a thickness of 3 µm
was thermally grown on a 500 µm thick silicon substrate . The 150 nm thick core layer
of silicon nitride, Si3N4 (n = 2.00) , was deposited by low-pressure chemical vapour
deposition (LPCVD) at 800 ◦C and the rib structure of 5 nm was etched by reactive
ion etching (RIE). A protective layer of 1 µm SiO2 was deposited by plasma-enhanced
chemical vapour deposition (PECVD) at 300 ◦C. Sensing windows were opened in the
protective layer by RIE and wet etching. These windows were 1, 2 and 3 cm long, 1 µm
deep and 25 µm wide. The two arms of the Mach-Zehnder interferometer were separated
by 50µm, see Fig. 3.10.
After fabrication, the actual dimensions of the rib-waveguides were verified with
atomic force microscopy (AFM) and scanning electron microscopy (SEM), by Dr. Ste-
fania Dante (Nanobiosensors and Bioanalytical Applications Group, CIN2, CSIC). The
topography was scanned in the sensing area with AFM, where the cladding has been
etched away and the core is accessible for measurements. Fig. 3.11 shows an example
from the AFM scan of the rib-waveguide with a nominal height of 5 nm and width of
2 µm. It displays a 3D topography image, a phase image and the average profile of the
waveguide. In this case, the rib-waveguide was estimated to be 5.7 nm high and 2.23
µm wide. A summary of the measured values for two interferometers is shown in table
3.2.







a) c) b) 
Figure 3.11: Shows an example from an AFM scan of the fabricated rib-waveguide
(chip 2 in table 3.2 ). The image shows a) the 3D topography from the scan b) the
corresponding phase image and c) the average profile. The dimensions are evaluated










Figure 3.12: a) Shows a SEM image of the surface of the fabricated sensor with the
sensing windows. b) shows a zoomed in image of a) and c) shows a zoomed-in image
of b) with the sample rotated 70◦ to measure the height of the sensing window (1µm).
The sensing window has been etched with a width of 25 µm, lengths of 1, 2 and 3 cm
respectively (not shown here). The arms of the interferometers are separated by 50 µm.
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Table 3.2: Displays the measured width and height of the rib-waveguides from two
different chips using the average profile from the AFM characterisation.
Chip 2














Figure 3.13: Shows a SEM image of the cross-section of the rib-waveguide. The
thickness of the upper-cladding (SiO2) is estimated to about 1 µm, the core thickness
150 nm and the thickness of the under-cladding 3 µm.
In addition, the cross-section of the chip was investigated by scanning electron
microscopy (SEM), as seen in Figures 3.12 and 3.13. The thickness of the upper-cladding
(SiO2) is estimated to about 1 µm, the core thickness 150 nm and the thickness of the
under-cladding 3 µm. The sensing window width, height and the separation of the
interferometer arms was also measured, see Fig 3.12, and can be compared to Fig. 3.10.
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3.4 Chip preparation
Each chip is polished manually at the end-facets to minimise insertion loss during end-fire
coupling. This was done with a polishing machine. The chip was placed vertically to the
rotating platform with a polishing paper. Polishing papers are applied with decreasing
grain size, starting from 20 µm, 5, 1, 0.3, and down to 0.1 µm. A constant water flow is
applied to the location of the polishing, to wash away particles from further damaging
the surface of the chip. After each polishing step, the surface of the facet is studied with
a microscope before the next grain-size is applied.
Prior to deposition of a sensing layer or characterisation of a new chip, the chip
has to undergo a cleaning procedure to remove any dust or unwanted residuals from the
polishing. In the cleaning process, the chip is first wiped with a clean-room swab soaked
in acetone. The chip is then sonicated successively in acetone, isopropanol and distilled
water for 5 min in each liquid. Once sonicated, the chip is blow-dried with nitrogen (N2)
gas.
Then the chip is introduced to a 5% Hellmanex III solution, which is heated to 70◦C
for at least 10 min. If the chip is really dirty, the chip is placed in 1:1 HCl:MeOH and
sonicated for another 10 minutes. The chip is finally rinsed with distilled water and
blow-dried using N2 gas.
Figure 3.14: Displays methods for oxidation of the surface: (left) air-plasma treat-
ment of the chip and (right) UV-exposure of the surface.
Prior to deposition of the methane sensitive polymer coating, discussed in chapter
4, the chip surface was silanized to improve the adhesion between the methane sensitive
layer and the waveguide surface. After the cleaning process, the surface is activated
with exposure of UV-light for at least 1 hour. Alternatively, the chip can be placed
in air-plasma chamber, see Fig. 3.14, for 5-10 minutes to activate the surface. After
activation, the chip is immersed into a silane solution for 1 hour. The silane solution
consists of 50 µL of 1% 3-aminopropyl-riethoxysilane (APTES) in 4.9 mL of ethanol.
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The silanised chip was rinsed in ethanol and distilled water and then dried with N2.
Once dried, the chip is placed in an oven at 110 ◦C for 1 hour. The chip is now ready
for deposition of the methane sensitive layer.
For recycling the silanized chip, the chip is placed in Dynasolve 218 solution for at
least 30 min (overnight if possible) and rinsed with isopropanol and distilled water. The
solvent Dynasolve 218 dissolves cured silicone, and can also dissolve polymers such as
PDMS. The same cleaning procedures, as described above, are then used. Finally, the
chip is also exposed to air-plasma, see Fig. 3.14, for at least 5 minutes.
3.5 Simulation and measurement of propagation losses
Propagation losses as light propagates along a straight optical waveguide, can be caused
by absorption, imperfections from within the waveguide material and scattering from
surface roughness of the waveguide structure. In dielectric waveguides, the absorption
loss is expected to be small compared to the scattering loss due to surface roughness.
The most common experimental method to determine propagation losses is the
cut-back method, which is a destructive method since the chip is successively shortened
[66]. Most analytical methods to estimate the scattering losses, require knowledge about
the standard deviation and the autocorrelation length of the sidewall roughness [67–70].
These parameters can be measured by atomic force microscopy (AFM). For shallow rib
(1-10 nm) and thin strip-waveguides (thickness 200 nm and below), this is a challenge.
In paper 1, a non-destructive method is described and used for measuring the
propagation losses for rib and strip dielectric waveguides. The measured propagation
losses were also used as a reference to estimate the propagation losses of waveguides
with different widths. Waveguide with a core of tantalum pentoxide were used in paper
1.
Once the silicon nitride waveguides had been fabricated, the propagation losses were
measured to 0.8 - 1.3 dB/cm, using the same method as in paper 1. These measurements
were made by master student Martin Ingvaldsen.
3.6 Measurement of sensitivity to refractive index changes
The sensitivity of the waveguides to refractive index change was measured with two
different methods. For the first method, the concentrations of HCI was varied between
0.03 M and 0.3 M (measured with a refractometer) and the resulting phase change mea-
sured with a Mach-Zehnder interferometer. HCl was supplied directly to the waveguide
surface by a microfluidic system connected to an injection port.
For the second method, the sensing window of the interferometer was covered with
PDMS. By increasing the temperature of the chip with a Peltier-element, the refractive
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index of the PDMS changes, thus giving rise to a phase change. This is because the
thermo-optic coefficient of PDMS (∆n/∆T = −4.2× 10−4 RIU/K) on the sensing arm,
is different from that of silica (∆n/∆T = 1.28×10−5 RIU/K, [71]) on the reference arm.
Table 3.3 gives a summary of the sensitivities obtained for 1, 2 and 3 cm sensing lengths
with both methods. This work was published in paper 2, together with the simulation
results in sections 3.1 and 3.2.
Table 3.3: The sensitivities for various sensing lengths, with water or PDMS as the
cover medium in the upper-cladding. L is the sensing length, S is the phase sensitivity
as function of the refractive index S(n) or temperature S(T), dP is the mean visibility
of the fringes, σ is the noise of the signal, ∆θmin is the minimum phase change that can
be detected and LOD is the limit-of-detection as function of refractive index, LOD(n),
or temperature, LOD(T).
Cover medium: HCl-solution PDMS
Sensinglength, L [cm] 1 2 3 1 2 3
Simulated S(n) [×103πrad/RIU ] 6.7 13.5 20.2 8.5 17.2 25.7
Measured S(n) [×103πrad/RIU ] 6.5 13.0 19.8 8.8 15.2 26.2
Measured S(T ) [πrad/K] − − − 3.7 6.4 11.0
dP [mW ] 3.4 0.6 0.8 0.7 1.4 0.7
σ [µW ] 7.1 0.9 9.0 1.9 2.8 4.0
∆θmin [×10−3πrad] 6.3 4.5 33.7 8.1 6.0 17.1
LOD(n) [×10−7πRIU ] 3.1 1.1 5.4 3.0 1.3 2.1
LOD(T ) [mK] − − − 2.2 0.9 1.6
In conclusion, the measured sensitivities showed good correspondence with the sim-
ulated sensitivities obtain in section 3.2. As expected, the sensitivity increased linearly
with the length of the sensing windows. Due to the higher noise for 3 cm sensing length
than for 2 cm, as discussed in paper 2, the limit of detection is lowest for a sensing length
of 2 cm, at 1.1 and 1.3×10−7πrad/RIU for water and PDMS, respectively. With PDMS
on the sensing arm of an unbalanced Mach-Zehnder interferometer, the corresponding
limit of detection for temperature is approximately 1 mK.
Chapter 4
Methane-sensitive layer
To measure methane with evanescent field sensing, the methane molecule has to be
accumulated in the immediate vicinity to the waveguide surface. Since the methane
molecule is by nature highly symmetrical, uncharged and non-polar, it is difficult to
chemically bind the molecule to the surface using receptors [8].
In recent years, a new field has been developed to circumvent this problem by encap-
sulating the molecule within a cavity structure of an organic supra-molecular compound.
With this technique, the methane molecule can be encapsulated into the cavity by van
der Waals forces and released again, after being sensed. For this purpose, cryptophane-A
has been developed, which has shown to have high affinity towards methane because the
molecule fits well within its cavity. An optically transparent polymer can act as a host
for cryptophane-A and the polymer doped with cryptophane-A can be deposited onto
the surface of the waveguide sensor. When methane is captured, the refractive index is
locally changed in the host-polymer and its accumulated effect can be measured by our
sensor.
In this chapter, we briefly discuss cryptophane-A and the polymers studied to be
used as host-polymer for sensing methane: polydimethylsiloxane (PDMS) and styrene
acrylonitrile (SAN). We also discuss the different methods of deposition, mixing and
dissolving cryptophane-A into the polymer.
4.1 Cryptophane-A
Cryptophanes are organic super-molecular structures, forming cavities of different sizes
depending on their chemical construction. The smallest in the cryptophane family,
cryptophane-A, was first developed by André Collet et al, in 1981 [72]. The internal
cavity volume of cryptophane-A has been estimated to be 81.5 Å
3
[72] and, in more
recent works, 95 Å
3
with computational modelling [73, 74]. Cryptophane-A is able to
fit a neutral molecule within its cavity. It can bind effectively with methane, which has
a volume of 28 Å
3
[8, 75]. In addition to methane, other small neutral molecules like
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xenon (molecular volume of 42 Å
3
) and chloroform (molecular volume of 72 Å
3
) have
some affinity towards cryptophane-A [74, 76]. In this work, we will use cryptophane-A
to detect methane.
A sketch of the steps to synthezise cryptophane-A and its structure is shown in
Figure 4.1. Cryptophane-A was prepared from commercial vanillin according to a pub-
lished procedure [77] and purified by column chromatography. The synthesised material
was characterised by NMR and high-resolution mass spectrometry, and found to ex-
hibit identical properties to those reported [78], including host-guest behaviour towards
methane. The material was prepared to high purity (>96 procent) as determined by liq-
uid chromatography-analysis. The synthesis and characterisation was done by Magnus
Engqvist and Jørn H. Hansen from the Department of Chemistry, UiT. The synthesis
produces cryptophane-A in powder form.
Figure 4.1: Shows the synthesis steps used by the group from the Department of
Chemistry (UiT) and the structure of cryptophane-A.
Methane penetrates into the host-polymer and is trapped inside the cavity structure
of the cryptophane-A by weak Van der Waals forces [79]. As light propagates along the
waveguide, its evanescent field reaches out into the host-polymer. The encapsulation of
the methane molecule results in a local change in refractive index of the host-polymer
and is detected by the evanescent field of the guided mode. This changes the effective
refractive index of the guided mode in the sensing arm of the sensor. When the reference
and sensing arms of the Mach-Zehnder interferometer are recombined, as described in
chapter 2, the concentration of methane can be correlated to the change of refractive
index of the host-polymer. Benounis et al. (2005) [4] showed that the refractive index of
the host-polymer increased proportionally to the concentration of encapsulated methane
using a fiber sensor.
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4.2 Host-polymer
The methane-sensitive layer consists of cryptophane-A and a host-polymer. The host-
polymer must meet a few criteria. The polymer has to be optically transparent to avoid
additional scattering in the sensing arm and thus propagation losses. The refractive
index must be lower than that of the waveguide core to produce total internal reflection
and give rise to a strong evanescent field. A strong evanescent field and a long interaction
length are key requirements for obtaining high sensitivity for the optical waveguide
sensor. The polymer must also be open to diffusion of the methane gas, i.e. exhibit
high permeability to methane. In addition, the polymer has to be compatible with the
solvent that dissolves the cryptophane-A powder.
As mentioned in chapter 2, other types of evanescent field sensors have been using
cryptophane-A for sensing methane. Based on these published works, the most com-
monly used host-polymers are polydimethylsiloxane (PDMS) and styrene acrylonitrile
copolymer (SAN). In the following sections, these two polymers are studied for our
sensor.
4.2.1 Polydimethylsiloxane
Polydimethylsiloxane (PDMS) is a silicon rubber. It is widely used due to its simple
fabrication and ability to create structures of a few hundred nanometer in size with soft
lithography techniques. In bio-sensing, it is often used for creating mircofluidic channels
[80]. It has also been used for optical waveguide devices [81]. PDMS is, by itself, an
optically transparent polymer with a refractive index of 1.412. It has a high permeability
to methane [21, 35].
In the first set of tests, 5 mg cryptophane-A was dissolved with 0.9 ml of the
solvent tetrahydrofuran (THF). PDMS was made by mixing 0.1 ml of siloprene (K1000,
Sigma-Aldrich) with 0.01 ml of cross-linking agent (K11, Sigma-Aldrich). The mixture
was stirred vigorously with a glass-pen. PDMS was then mixed with the dissolved
cryptophane-A. A few droplets of the mixture were placed on the chip and uniformly
distributed by spin-coating at 4500 rpm for 2 minutes. The chip was cured at 80 ◦C for
at least 10 hours before any measurements were done.
Figure 4.2 shows an example of the sensitive layer when using THF as solvent
with PDMS. It shows that the sensitive-layer is not optically transparent and contains
undissolved residuals. This was already observed during the mixing-process, as the fluid
mixture at this stage was not transparent. Various mixing techniques were applied
(mixing with pulses of ultrasound, mechanical stirring using a magnetic pin, with and
without heating), but all tests showed the same result. In previously reported works
[2], [4], [49], [82], THF is most commonly used to dissolve cryptophane-A. Based on our
experiments, THF does not completely dissolve cryptophane-A, which is required for
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Figure 4.2: Displays an example of a layer of PDMS on the sensor chip, with undis-
solved cryptophane-A, using THF as solvent.
low scattering. Thus, when light is coupled into the waveguide sensor, all light in the
sensing arm is scattered away, making the sensor useless for sensing.
To overcome the problem with dissolving cryptophane-A, various available solvents
were tested, e.g. dichloromethane (DCM), chloroform, 1,2-dichlorobetzene and 1,1,2,2-
tetrachloroethane. The latter, 1,1,2,2-tetrachloroethane dissolved cryptophane-A very
well and does not compete with methane, since 1,1,2,2-tetrachloroethane does not fit
inside the cryptophane-A cavity.
A new test was made, following the same recipe as above, but with 1,1,2,2-tetrachloro-
ethane as solvent: 0.9 ml of 1,1,2,2-tetrachloroethane to 5 mg of cryptophane-A. Already
at the mixing stage, it was apparent that 1,1,2,2-tetrachloroethane completely dissolved
cryptophane-A . The mixture was completely transparent. However, when PDMS was
added, it did not mix well with the solvent. Figure 4.3 shows the behaviour of the
mixture before and after curing. Before curing, the PDMS and the solvent does not mix
well. The mixture displays structures of droplets as if the solvent and the polymer were
oil and water. Despite efforts to mix the solution, it remained inhomogeneous. After
curing, a rainbow-pattern appears and the light is scattered away in the sensing arm.
The conclusion is that the solvent 1,1,2,2-tetrachloroethane is not compatible with the
PDMS polymer.
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Figure 4.3: Displays an example of 1,1,2,2-tetrachloroethane mixed with PDMS,
uncured solution (left) and cured (right) PDMS.
4.2.2 Styrene Acrylonitrile
Styrene Acrylonitrile (SAN) is a copolymer consisting of 70% styrene and 30% acryloni-
trile by weight. SAN is not as elastic as PDMS, and cures to a brittle and transparent
layer. It has a higher refractive index of 1.56 and thus gives a higher sensitivity com-
pared to PDMS (see section 3.2). Methane sensing using SAN as a host-polymer for
cryptophanes has been reported in[1, 51]. The polymer should therefore be open to
diffusion of methane.
In this trial, 45 mg of SAN pellets and 5 mg of cryptophane-A was dissolved in 0.9
ml of 1,1,2,2-tetrachloroethane. The mixture was completely clear and was deposited
onto the chip with the same procedure as for PDMS. Figure 4.4 shows an example of
the sensitive layer when using SAN and 1,1,2,2-tetrachloroethane as solvent. It shows
that, unlike previous trials, 1,1,2,2-tetrachloroethane completely dissolves cryptophane-
A and is compatible with the SAN polymer. When light is coupled into the waveguide
sensor, light in the waveguide wasn’t scattered away, thus enabling the sensor to measure
methane. The thickness of the methane sensitive layer was measured with a mechanical
profiler (KLA-Tencor P-6) and was estimated to 200 nm on the silica-coated surface and
1200 nm inside the sensing window, see paper 3.
A second sensor was made to investigate the dependency of the sensitivity with
respect to the concentration of cryptophane-A in the SAN polymer. In the previous trial,
a ratio of cryptophane-A to SAN of 1:9 was used. For the second sensor, a sensitive-layer
with a ratio of 1:26 was prepared using the same procedure.
To study the enhancement of methane detection using cryptophane-A, a third sen-
sor was produced in the same manner as the first two sensors, but without cryptophane-
A. This allowed us to study how the host-polymer, by itself, reacts to methane.
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Figure 4.4: Displays an example of a layer of SAN on the sensor chip, with
cryptophane-A dissolved using 1,1,2,2-tetrachloroethane.
Since the polymer SAN is brittle in behaviour and does not have the ”sticky” elastic
quality of the PDMS, the polymer showed to have poor adhesion with the surface of the
waveguide. In the laboratory (not shown here), the layer could easily be pealed off after
being cured on a glass-plate. In the first test, a methane reaction was obtained, but the
output signal oscillated randomly. This was not reproducible. In our second attempt,
no methane reaction was obtained. A new chip was made with the same recipe, but
no reaction to methane was seen. In our first attempt, it is possible that the polymer
layer was partially in contact with the waveguide surface, but then detached during the
measurement. To conclude, the polymer was not properly attached to the waveguide.
To improve the adhesion between SAN polymer and the waveguide, the surface
of the chip was silanized using 3-aminopropyl-riethoxysilane (APTES). The silanization
process is described in section 3.4. The silanization step improved the adhesion and
measurement of methane was achieved with the methane sensitive layer (without any
oscillations).
The surface of the SAN-layer was clearly effected when exposed to water, leaving
fractures along the surface, as seen in Figure 4.5. Experiments showed that SAN does
not dissolve in water, even after being submerged for several days.
A possible explanation of the fractures could be that SAN partially absorbs water,
causing it to swell, and thus introduces stress in the polymer layer. Because of SAN’s
brittle mechanical nature, tensions along the sensing windows due to swelling can cause
the polymer to eventually crack when being exposed to water. The SAN layer can also
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a) b) 
Figure 4.5: Photos of SAN after direct exposure to water, a) over the sensing windows
and b) at the end of the microfluidic chamber, showing the exposed and unexposed
areas.
be ripped away by the flow of the water or in the process of removal of the microfluidic
PDMS chamber, which was observed a few times.
Stress in the film can also be introduced by shrinkage during evaporation of the
solvent. An effort was made to reduce the stress by thermal annealing after deposition,
instead of letting the substrate cure over-night in atmospheric conditions. The oven
temperature was slowly increased, in an effort to avoid stress introduced by thermal
shock. However, this did not solve the problem.
To circumvent the fracturing and protect the SAN surface from being exposed to
water, an additional (pure) PDMS layer was deposited on top of the methane sensitive
SAN-layer (doped with cryptophane-A). The idea is that PDMS will keep the water
away, while methane diffuses through to the SAN-layer. The additional coating of PDMS
was deposited onto the sensor using spin-coating at 4500 rpm for 2 min. The layer of
PDMS and SAN combined was measured, with KLA-Tencor P-6 stylus profiler, to have
a thickness of about 8 µm on the silica surface. As the thickness of SAN alone was




An optical waveguide Mach-Zehnder interferometer has been developed and coated with
a methane sensitive layer as described earlier. In this chapter, we begin with describing
the experimental setup used for measuring methane gas and methane dissolved in water.
The results from measuring methane gas was published in paper 3 and performed
together with my colleagues Firehun T. Dullo and Jana Jàgerskà. The final section
presents the results from measurements of dissolved methane.
5.1 Experimental setup
The experimental setup for measuring dissolved methane consists of three integral parts,
as seen in Fig. 5.1: the optical setup, the mechanical setup with temperature stabilisa-
tion and the microfluidic delivery system. The latter can be connected either to a gas
supply system (for gas measurements) or a mixing system for methane dissolved in water.
The laser, as seen in Fig. 5.1a), is a compact diode-pumped solid-state laser at 785
nm with maximum power of 108 mW. The laser beam was coupled into the input facet
of the waveguide chips, through an objective lens (25x, NA = 0.65, NIR, Thorlabs) fixed
on a 3D translation stage. In the input path, the polarization of the light was rotated
with a half-wave plate to TM-polarization for optimal sensitivity, see chapter 3.
A set of beam-expanding lenses was placed in front of the input objective lens
to fill the aperture of the objective lens for optimised coupling. The light emerging
out from the waveguide was collected with a second objective lens (10x, NA = 0.3,
NIR, Thorlabs) and directed to a photodiode (SM1PD1A, Thorlabs). A custom-written
Labview program records the interferometric signal from the photodiode at a rate of 2
Hz. The program also controls the temperature and regulates the gas flow. The sensor
is mounted on a temperature-stabilised stage equipped with a Peltier element to reduce
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Fig. 3. Customized microfluidic 
system for measurement of  water and 
dissolved chemicals such as methane.  
How the optical sensor works  Optical setup 
•  Enables high sensitivity measurements, in the range of 1E-7 RIU for Mach-Zehnder 
interferometer [1].  Has been successfully deployed for biomedical research.  
•  Enables real-time and in-situ measurements. Reliable, cheap mass production, 
compactness, possibility of integration of multiple sensors and flexibility in the 
choice of material and its properties.   
•  Most of the existing methane sensors needs separation of the gas phase with the 
liquid phase. Use of silico  membrane. It has been reported that membranes cannot 
separate long hydrocarbons and are temperature and pressure sensitive [2].  
Literature cited 
•  This sensor can be used for chemical measurement in the subsea and gaseous 
measurement in the atmosphere.  
•  Can be used for environmental measurement in the sea, lakes, streams. The 
sensors can be deployed in an array of point sensor nearby gas pipelines in the 
subsea. Can also be deployed in small drone for measurement above sea level.  
•  Methane is not only explosive but also a main contributors of the greenhouse 
effect. Can give a better understanding of the methane contributions from the 
sea and above sea.  
•  Could potentially be used for monitoring methane/gas hydrates in case of 
instabilities when mining the gas hydrates.  
Applications  
•  Interference with bubbles in microfluidic system introduces unwanted change 
of refractive index.  
 
•  Input coupling and instability of the waveguide. 
•  Pressure for subsea use. 
•  Compactness and weight for use on the drone in atmospheric measurements. 
 
•  Cross-sensitvity to other gases and liquids.  
 
 
Possible challenges  
[1] S. Dante, et. al. “All-optical phase modulation for integrated interferometric biosensors”, Optics express, 
Vol. 20, No. 7, 2012.  
 
[2] R. Camilli, et. al. “NEREUS/Kemonaut, a mobile autonomous underwater mass spectrometer”, Trends in 
Analytical Chemistry, Vol. 23, No. 4, 2004.  
 
[3] M. Benounis, “Study of a new evanescent wave optical fiber sensor for methane detection based on 
cryptophane molecules, Sensors and Actuators B107, 2005, pp 32-39. 
•  The device is based on a Mach-Zehnder interferometer. The coupled light is split 
into two arms and recombines after a certain distance, see Fig. 1. One of the arms 
(the sensing arm) has an opening to the environment and the other arm (reference 
arm) is cladded . 
 
•  Cryptophane-A is an material with high affinity with methane [3]. Mixed with 
PDMS and deposited onto the sensing area of the waveguide this can used for 
sensing methane.  As a result of encapsulation of the methane in cryptophane-A 
there is a change in refractive index 
•  The evanescent field of the uncladded waveguide on the sensing arm interacts with 
the environment and a local change of refractive index in this region will change 
the effective refractive index of the guided mode. The evanescent field is in  the 
100 nm range. 
 
•  Intensity modulation at the sensor output is due to a phase shift between the 
sensing and reference arms. The phase shift can be correlated to the concentration 
of measured with calibration.  
•  This sensor is not limited to methane measurements but is also capable of 
measuring any kind of change of refractive index. Could also be employed for e.g. 
salinity measurement. 
•  The sensor has been designed with a Si3N4 core layer with thickness of 150 nm  
and SiO2  cladding layer of 2 µm.  









In a large number of integrated optical biosensors proposed in the last few years, the analyte 
presence either produces a shift in waveguide cover medium refractive index (homogeneous sensing), 
or determines the thickness increase of a molecular layer deposited on guiding film/cover medium 
interface (surface sensing). Both phenomena affect the propagating optical mode effective index which 
is measured in different ways, according with specific biosensor architecture. 
4.1 Interferometer architectures 
Interaction between the sample and the optical signal propagating in the sensor produces a change 
of optical mode effective index and, then, in its phase. To convert this phase shift in an amplitude 
change, interferometer architectures are commo ly used. Among these architectures, Mach-Zehnder 
approach assur s a very high sensitivity and is largely mos  used. In this kind of integrated optical 
biosensors (see Fig. 10); input optical signal is split by a Y-junction in two signals. These two signals 
propagate in the reference and sensing arms (in this last arm the interaction between the sample and 
the optical signal takes place). After the propagation in these two arms, the two optical signals 
accumulate a phase shift ǻĳ. Phase shifted optical signals interfere by an output Y-branch.  
If input power Pin is unequally divided by input Y-junction between the two arms (the sensing arm 
receives an optical power equal to 1 inPJ   and the reference arm receives an optical power equal 
to  11 inPJ  ) and output power coming from output Y-junction is the sum of optical power coming 
from sensing arm multiplied by 2J  and optical power coming from reference arm multiplied by 
 21 J (see Fig. 10), the ratio between the output and input powers is given by: 
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where 
 2 S Reff effL n nM S O'         (15) 
L is the reference and sensing arm length, Ȝ is the optical signal wavelength, Seffn  is the effective index 
of mode propagating in sensing arm and Reffn  is the effective index of mode propagating in reference 
arm.  
 
Figure 10. Mach-Zehnder interferometer architecture. 
Phase shift:  
Review Article
now in luminescent sensors the IO system has been
used only for propagation of a mode of a wavelength
suited to excite the luminescent particles [28]; the number
of luminescent particles is derived from monitoring the
free space emission. The low collection efficiency of
a guided mode and the lack of efficient IO filters to
effectively split the weak emitted mode from the intense
excitation mode hamper a complete IO luminescence
based sensor. Note that as a consequence of the fact
that the exciting mode propagates parallel to the thin
luminescent layer the excitation power is used much more
effectively than when using a perpendicularly incident
free space excitation beam. Although not treated here in
full detail, luminescence sensors are often applied because
of their extremely high sensitivity [28].
The great majority of the refractive sensors rely on the
induced changes of the effective refractive index Neff . In order
to get large effects the wave gui ing structure in the sensing
region has to be optimized to maximum partial sensitivity
∂Neff/∂hsensitive layer or ∂Neff/∂nsensitive layer. Various papers
[29, 30] have been published on how to do so, re ulting
e.g. in maps in which all influences on the sensitivity can
be represented by a pair of normalized parameters only [30].
Sensitivities not only depend on the geometry, but also on the
choice of materials. Out of the three technologies mentioned
earlier the SiON technology can result in sensitivities close
to 0.25, while the sensitivities of in-diffused glasses are an
order of magnitude lower, mainly as a consequence of the
low index contrast between the core and the substrate layer.
However, by applying in the sensing region thin high index
layers on top of the structures much higher sensitivities can
be obtained. Sensitivities of polymer IO waveguides are in
between. In special structures (surface plasmon supporting
ones (see section 6.3.)) and pecial free standing waveguides
[31] ∂Neff/∂nsensitive layer values somewhat larger than unity
can be obtained.
4. IO read-out systems
4.1. Introduction
Refractive index changes of the chemically sensitive materials
can be read out in many ways. A lot of IO read-out methods
and configurations have been reported in the literature. These
are generally used in the laboratory but only a limited number
have found a way to the market. In this review the most
relevant ones will be reported. Main attention will be paid
to the principle and the configuration of the IO sensing part;
strong and weak points will be mentioned in a qualitative
way. As to the performance, often figures about the obtained
resolution will be given. Aspects such as (self-) calibration
and reliability generally will not be discussed.
The discussion will be on the read-out systems only and
it is abandoned to treat the performances of the numerous
specific combinations of ‘chemically sensitive material’ and
‘read-out systems’ which have been reported in the literature.
Depending on the specific couple of both sub-systems,




Figure 9. Top view of the basic configuration of an IO
Mach–Zehnder interferometer.
4.2. The Mach–Zehnder interferometer (MZI)
4.2.1. Introduction. The Mach–Zehnder interferometer
(MZI) is one of the work-horses in the field of IO chemical
sensors on the one hand because of its performance and on
the other hand because it is relatively simple to implement its
basic s ructure in integrat d ptics and to provide it with a
chemo-optical interface layer. And indeed many papers have
been published in which it is shown that an IO MZI loaded
with a certain type of interface enables the determination of
low concentrations of certain (bio-) chemicals [21, 32–43].
The IO MZI sensor will be treated in greater detail in order
to illustrate he approach which, to my opinion, is needed to
evelop stable, reproducible IO c emi al sensing systems with
high resolution and low detection limit, the market demands of
applications such as determining contaminant concentrations
in food (e.g. concentrations of aflatoxine M1 in milk are not
allowed to exceed 0.05 µg kg−1) or protein concentrations
in h alth are. First th pri ciple of th IO MZI sensor w ll
be xpl ined. Next an approach will be given for arriving at
an MZI implementation, which shows a very high resolution
of the refractive index measurement (δn ≈ 3 × 10−8) and
finally some other interesting MZI implementations will be
discussed.
A top view of the basic structure of the IO MZI consisting
of monomodal waveguiding channels is given in figure 9. At
the input s de the mode is excited by coherent m ochromatic
light from e.g. a fibre, next the modal pow r Pin is equally
divided into two parallel branches by an Y-splitter and after
traversing these branches the branches merge again at a second
Y-junction, where the modes from both channels interfere with
each other; their phase difference, #ϕ, efines the power of
the mode in the output channel Pout. Assuming a lossless MZI
device with symmetrical Y-junctions it can be derived that
Pout/Pin = 1/2(1 + cos #ϕ). (3)
Such an MZI device can be applied for many purposes. By
applying an electro-optical material and electrodes in one of
the branches, the MZI can be used as an on/off modulator [44],
while if it were provided with one or more additional input
channels and if opto-optical materials were inserted it could
also function as an optical transistor [45] or a logic function
[46]. For sensing, however, one applies locally (within the so-
called sensing window) on the top of one of the branches (the
sensing branch) the previously discussed chemo-optical layer.
The MZI used as a sensor utilizes the transduction chain:
#C → #n → #Neff → #ϕ → #(Pout/Pin)
where #X denotes a change of the parameter X.
Both first steps in the chain have been discussed in the
previous sections. The third step can be quantified by the
expression
#ϕ = #NeffL(2π/λ0). (4)
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Fig.2. Optical setup for the laboratory measurements. Out in the fields the sensor can 
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Fig.1. 3D model of an normal Mach-Zehnder interferometer chip.  
•  To develop a prototype of an Integrated Optical (IO) sensor with high sensitivity 
to methane.  
•  Make a chemical layer (cryptophane-doped PDMS) that translates methane 
concentration to a change in refractive index. 
•  To build a lab setup f r testing th  senso . 
•  To develop  two version of  the sensor for subsea and atmospheric applications. 
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•  The design and fabrication of the 
waveguide chips has been conducted. 
•  The establishment of optical 
experimental setup and microfluidic 
system has been made. 
•  The temperature dependence of Mach-
Zehnder interferometer has been 
studied.  
Project status  
•  Initial measurements of HCL 
concentrations  and characterization 
of the waveguides and MZI are in 
progress.  
•  Cryptophane-A  and PDMS  is being 
developed. 
•  Next step is measuring methane 
concentrations.  
 
•  The light from 785 nm laser goes 
through a half wave plate, which 
rotates the polarization of the light to 
TM polarization. Beam expanding 
lenses expands the beam to the input 
objective lens (40x). Light is coupled 
into the waveguide with the help of 
the microscope and piezo stages. The 
output objective lens (40x) focus the 
beam on the detection system, see 
Fig. 2.  
•  The microfluidic system bring our 
measured to our sensing region in a 
closed system, see Fig. 3. It is tightly 
sealed with PDMS walls.   
CW-laser 
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Figure 5.1: Shows the experimental setup for dissolved measurements with a) optical
setup b) methane/water injection system and c) the injection port. The fluidic system
in b) shows the connection from the syringe pump to the chamber lid (pressed down on
the chip). The concentration of dissolved methane is directly measured with a reference
sensor from the methane mixing reservoir (not seen here). A sample is extracted with
a syringe and added to the pump system. The 2-modes of the injection-port system in
c) allows continuous flow of either water or dissolved methane.
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To deliver the measurand (water or gas) to the surface of the waveguide sensor, a
microfluidic lid is placed on the surface of the chip. A microfluidic channel (made of
PDMS) is attached to the transparent lid made of polystyrene. The lid was fixed with
nylon screws to the chip holder (made of aluminium). The microfluidic channels were
made with a mold of aluminium. A channel with dimensions 32 mm x 6 mm x 1 mm was
made to cover a group of sensors on the chip, giving an enclosed sample volume of 0.192
ml. The mold is filled with PDMS to create the channel structure. The PDMS liquid
is first put in vacuum to remove excess bubbles, created when mixing PDMS. Once
the bubbles were removed, the PDMS was cured at 100◦C. After pealing the PDMS
structure out of the mold, it was fixed to the lid to create the microfluidic cell.
For dissolved methane measurements, gas with 4% methane in nitrogen was bub-
bled in a water reservoir. The concentration of dissolved methane was continuously
measured with a reference sensor throughout the measurements. The reference sensor
was provided by Franatech (Methane field sensor; T90 = 15 min, LOD = 2 ppmv)
and uses tunable diode laser spectroscopy (TDLAS) to measure the concentration of
methane gas). To measure methane in water, the reference sensor extracts the gas from
the water using silicon membranes. Franatech provides a formula, based on Henry’s law,
to convert the methane gas concentration to the concentration of dissolved methane in
µmol/L. According to Henry’s law, at a constant temperature, the amount of methane
gas that dissolves in water is directly proportional to the partial pressure of methane
in equilibrium with water. The methane reservoir consisted of a bucket with water,
connected with input and output tubes to the reference sensor and an output tube for
our system. To create a ”closed” system, the reservoir was wrapped in a transparent
plastic bag. A thermometer was placed in the water to keep track of the temperature
during measurements.
Water samples were extracted from the reservoir with a 60 ml syringe and placed
together with a second syringe with pure water. The two syringes were pushed continu-
ously with a syringe pump (Harvard PHD Ultra 2000), giving a flow-rate of 0.2 ml/min.
Water and the dissolved methane was pumped to the microfluidic sensor system through
transparent Tygon tubings (inner-diameter 1.5 mm) connected via an injection-port sys-
tem modified for continuous feed of sample or water. Figure 5.1c) shows the two standard
configurations of the injection-port for loading and injection. Pure water from the pump
system was connected to port 1 and sample from the pump system was connected to
port 3. Port 2 was connected to the sensor system. Port 5 and the loop, between port
1 and 4, were not in use. Ports 6 and 4 are outputs for water and sample to waste.
When the injection-port system is in mode ”load”, the pure water is pumped directly to
the sensor system and the sample water is by-passed to waist. When the injection-port
system is placed in mode ”inject”, the sample is transported to the sensor system and
the pure water is by-passed to waste. In the inject-mode, pure water is replaced with
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dissolved methane, causing interference at the output of the sensor. When the mode is
switched to ”load”, pure water is pumped back into the system, giving rise to a second
set of interference fringes.
For gas measurements as discussed in section 5.2, the microfluidic system was di-
rectly by-passed to a gas delivery system, consisting of two mass-flow controllers (MFCs,
max: 100 ml/min, flow used: 10 ml/min, EL-flow, Bronkhorst). The MFCs were con-
nected to a pre-mixed bottle of methane in nitrogen (2-4%) and a bottle of pure nitrogen,
respectively. The gas system is shown in paper 3.
5.2 Measurement of methane gas
In chapter 4, we discussed the deposition of SAN as host-layer with cryptophane-A
on three different sensors with different ratios of cryptophane to polymer. Sensor 1
had a ratio of 1:9, sensor 2 had 1:28 and sensor 3 contained pure SAN-polymer. It
should be noted that PDMS was also considered as host-layer in chapter 4, but it was
not compatible with the solvent that dissolved cryptophane-A. All three sensors were
used for measuring methane gas, with the experimental setup described in the previous
section. Sensor 3 was tested and characterised for three different sensing lengths, 1, 2
and 3 cm. A summary of the sensitivities and their respective limit of detection (LOD) is
displayed in table 5.1. Higher concentration of cryptophane-A increased the sensitivity
and consequently decrease LOD. Similarly, increasing the sensing length also increases
the sensitivity and decreased LOD. The experiments and the results are presented and
discussed in paper 3.
Table 5.1: Sensitivities of the respective sensors and their detection limits for methane
gas. The standard deviation has been estimated from an Allen plot to σy = 0.00165
rad, as shown in paper 3.





1 1:9 1 cm 0.96 ×10−4 48
1 1:9 2 cm 1.77 ×10−4 26
1 1:9 3 cm 2.67 ×10−4 17
2 1:28 3 cm 0.94 ×10−4 50
3 0:1 3 cm 0.16 ×10−4 289
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5.3 Measurement of methane dissolved in water
Methane dissolved in water was measured using the experimental setup described in
section 5.1. The sensor was covered with the most sensitive layer (Cryptophane-A:SAN
of 1:9) from the previous measurements of methane gas. A second coating of PDMS with
a thickness of about 7 µm was added to protect the SAN surface from being exposed to
water, as discussed in section 4.3.
a)	
b)	
The end of the sensing windows 
The end of the sensing windows 
Figure 5.2: Shows the loss of intensity in the sensing arm with time after exposure
to water. The images show the coupling after the second y-junction, a) before and b)
as water is entering the chamber. The methane sensitive layer has been coated with
PDMS.
Various concentrations were extracted with a syringe from the methane mixing
reservoir and injected into the microfluidic system, as described in section 5.1. The
concentration of methane in the reservoir was measured continuously with the reference
sensor (Franatech). During the first measurement with the sensor (labelled 1A), it was
discovered that the fringe amplitude decreased with time. This problem is described
and discussed before returning to the measurement results. The intensity in the two
waveguides, at the end of the sensing window, is shown in Fig. 5.2. The light in the
two waveguides is equally strong before water enters the microfluidic chamber, in Fig.
5.2a). In Fig. 5.2b), water has entered into the chamber and the intensity in the sensing
arm is starting to decrease and continued to decrease with time. This effect could also
be seen in the measurements as the visibility of the interference fringes decreased with
time, as seen in Fig. 5.3.
By moving the microscope along the sensing window, small structures or ”bubbles”
(1-25 µm in size) were observed randomly in the polymer layers, as shown in Fig. 5.4.
Each structure is a source of scattering, and the intensity in the sensing arm is lost.
In microfluidic systems, it is a common problem to introduce small air bubbles in the
methane sensing 46
Time (hh:min)




















































Figure 5.3: Shows the output intensity when introducing methane in water to sensor
1A. Each measurement of concentration was repeated three to four times.
system from the syringe or small openings in the tubing connections. However, these
are air bubbles in the chamber and can be seen with the naked eye. The ”bubble”
structure that appeared during the exposure to water, appears to be formed beneath
the layer of the sensitive polymer. Since intensity is lost, the structure must be within
the range of the evanescent field. The water pump was turned off and water removed
slowly from the microfluidic chamber by flushing the system with N2 gas. The ”bubble”
structures seemed to disappear and the light in the sensing window was eventually
restored back to its original strength (within 10-15 min). When exposed to water again,
the structures eventually disappear and measurements were done (see later paragraph).
The appearance and number of bubbles varied from one interferometer to another on
the same chip, as these seem to appear randomly.
In the first tests with PDMS as sensing layer before changing to SAN, PDMS was









Figure 5.4: Shows an example of the ”bubble”-structures formed in the beginning
of the sensing window (seen as brighter areas) after exposure to water. a) shows the
bright-field image of the surface after being exposed to water and laser off. b) shows
the dark-field image of the same location with the laser on. Light is scattered away due
to the ”bubble”-structure.
structures were not observed. Thus, the ”bubbles” appearing for SAN is probably due
to a silanization problem or water diffuses through PDMS, exposing SAN to water. A
possible reason, based on discussions with Jørn Hansen at the Department of Chemistry
(UiT), is that ammonia (NH3) is formed on the waveguide surface of silicon nitride when
exposed to water. Since ammonia is an acid, it can destroy the connection between silane
and the silicon nitride surface, thus forming bubbles filled with gas or water. Another
possibility is that the silanization of the surface is not uniform. However, these structures
were not observed for the methane gas sensing, despite using the same method for
silanization and deposition. Another explanation, is that water has penetrated through
the PDMS layer by diffusion, giving cracks as when SAN was directly exposed to water.
After exposing the chip to water, a Mach-Zehnder was chosen with minimal effects
of the bubbles and measurements were done using sensor 1A. The measured intensity
is shown in Fig. 5.3 and transformed to phase using Eq. 2.7. For further details
on phase unwrapping, see Fig. 4 and Eq. 2 of paper 3. Figure 5.5 shows the phase
change as function of different concentrations of dissolved methane injected to sensor
1A. First, the two syringes were filled with water, giving minimal phase change. The
methane sensing 48
small bump is probably due to a difference in temperature between the two syringes.
For the other measurements, one syringe was filled with water while the other syringe
was filled with increasing concentrations of dissolved methane. Concentration 9.7 ±
0.07 µM was obtained by filling 1/4 of the volume of the syringe with a concentration
of 38.7 ± 0.23 µM dissolved methane and the remaining 3/4 with water. The other
concentrations (25.4 ± 0.4 µM , 33.3 ± 0.23 µM and 46.4 ± 0.003 µM) were extracted
directly from the methane reservoir at certain times.The concentration was measured
with the reference sensor from the reservoir, and the concentration was taken as an
average with ± 1 min from the time of extraction. The phase increases linearly with
concentration. In addition, Fig. 5.3 shows that the results were reproducible. The five
measurements, each repeated three to four times, took three and a half hour to complete.
During this time, the amplitude changed 90 µW and it changed 0.29 mW for the whole
day.
Time (min)




























Figure 5.5: Shows the measured phase with applied concentration of methane for
sensor 1A, with waveguide width 2 µm and sensing length of 2 cm. The top of 46.4 µM
has been unwrapped since the phase change exceeds π/2.
A second measurement series was made with the same sensor, but with a new
methane sensing layer. The bubble structures were also seen on this chip, but an inter-
ferometer was chosen with few bubble structures and with visible intensity propagating
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in the waveguide after the sensing window. The measurement was also done quickly
(within 30 min) to avoid any decay of the amplitude during the measurement.
Figure 5.6 shows the measured phase change, ∆φ, plotted as a function of the con-
centration of dissolved methane for sensor 1. Measurements were made on two different
days (labelled sensor 1A and 1B in the figure), each with a new methane sensitive layer
with a Cryptophane-A:SAN ratio of 1:9. Sensor 1B was measured for lower concentra-
tions. The response of the interferometer shows a linear dependence, with the slope
defined as the sensitivity, S.
Dissolved methane (7M)


















Figure 5.6: Shows the sensitivity of the device for dissolved methane. The sensing
length was 2 cm, the waveguide width 2µm and cryptophane-A:SAN ratio1:9. Sensor
1A (blue) and Sensor 1B (red) are made with the same recipe described in chapter 4.
Sensor 1B was used to measure lower concentrations of dissolved methane than sensor
1A.
The limit of detection (LOD, 99% confidence level) was estimated according to the





where S is the sensitivity and σy is the standard deviation from the measurement.
To find the standard deviation, the Allan-deviation was estimated with the program
Igor. Figure 5.7 shows the Allan deviation of the measured data as a function of the
integration time. The line marked as 2 is the Allan deviation with drift, while the
line marked as 1 is without drift (with confidence intervals). From the Allan-plots
the standard deviation for sensor 1A was estimated to σy = 0.00121 radians (35 second
integration time) and for sensor 1B, σy = 0.00061 radians for 1.6 second integration time,
as shown in Fig.5.7. The sensitivities and the limits of detection (LOD) are displayed
in table 5.2. For an interferometer with 2 cm long sensing window, a sensitivity of
4.44 × 10−2 rad/ µM (sensor 1A) and 3.48 × 10−2 rad/ µM (sensor 1B) was obtained.
The best LOD obtained with the sensor in its current state is thus 49 nM with a sensing
length of 2 cm.
Table 5.2: Sensitivities of the two sensors and their detection limits for methane
dissolved in water. The standard deviation has been estimated from an Allen plot. For










1A 1:9 2 cm 4.44× 10−2 0.00121 76.84
1B 1:9 2 cm 3.48× 10−2 0.00061 49.47
The sensitivity for a sensing length of 3 cm was not measured because the bubble
structures, mentioned earlier, did not give a good output after the sensing window. The
microfluidic chamber is also about 3 cm, which made it difficult to check the intensity
after the sensing window.
The limit of detection can be compared to the methane concentrations measured
with an SPR sensor in the Baltic sea, ranging from 5 nM to a few hundred nanomolar
[2]. In the field, the SPR sensor showed a sensitivity of 6 to 7 x 10−7 RIU/nM and the
detection limit varied from 3 to 7 nM. Although our sensor has not reached a detection
limits as low as 3 nM, it is not far from this limit and there is room for improvements
using a different polymer and a longer sensing length.
The stability of the sensor can be improved by solving the described issues with
the SAN polymer. Since the ”bubbles” introduce scattering over time, the signal is lost
and render the sensor useless. It was apparent that with increasing loss in the sensing
window, the sensitivity of the sensor decreased. Although the sensitivity was identical
for the sensor at two different times, the repeatability is not satisfactory and it is possible
that the sensitivity will decrease with time also for a ”good” sensor with a few bubbles.
This should be investigated further.
Finding a polymer that is compatible with the solvent used for dissolving Cryptophane-
A, is water resistant, transparent and let methane diffuse though could potentially
improve the detection limit of the sensor and give reliable measurements. Possible
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Figure 5.7: Shows the Allan deviation for the output signal of a) sensor A and b)
sensor B as function of integration time, with drift (2) and excluding drift (1).
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Estimation of Propagation Losses for Narrow
Strip and Rib Waveguides
Susan M. Lindecrantz, Member, IEEE, and Olav Gaute Hellesø, Member, IEEE
Abstract— The dependence of propagation losses on waveguide
width and polarization is measured for strip and rib waveguides
made of tantalum pentoxide. For strip waveguides, the propa-
gation losses are found to increase rapidly for widths <3 µm.
The losses were significantly smaller for rib than for strip
waveguides, as expected. A method is developed for estimating
the dependence of propagation losses on waveguide width. The
method is based on approximating sidewall imperfections with an
area with complex refractive index in a 2D model and showed a
good agreement with the measured dependence on waveguide
width. The method is also used to predict that propagation
losses will decrease rapidly for rib heights less than 20 nm for
TM-polarization.
Index Terms— Strip waveguide, rib waveguide, propagation
loss, sidewall roughness, scattering loss, tantalum pentoxide.
I. INTRODUCTION
IN ORDER to tightly confine light in optical waveguides,the refractive index of the core must be high and the cross-
section of the waveguide must be small. At the same time,
propagation losses must be kept low to allow complex optical
circuits. The main sources of propagation loss for a dielectric
straight waveguide are absorption within the materials and
radiation losses from imperfections in the materials and on
the sidewalls [1]. As the refractive index is increased and
the cross-section reduced, the imperfections of the sidewalls
become the dominating source of propagation losses. In this
letter, the influence of the height of the sidewalls (i.e. rib
height) and the waveguide width on propagation losses is
studied experimentally and simulated.
Propagation losses are of general importance for integrated
optics. The wavelength, waveguide structure and materials
used in this letter are particularly relevant for evanescent
field sensors, e.g. based on the Mach-Zehnder waveguide
interferometer. Two commonly used materials for waveguide
sensors and biosensors are Si3N4 [2], [3] and Ta2O5 [4]. These
materials are transparent in the visible and near infrared, and
have a refractive index of 2 and 2.1, respectively. For the exper-
imental work, we have chosen Ta2O5 and the corresponding
refractive index is used for the simulations. For evanescent
field sensors, the sensitivity increases with the refractive index
of the core and with decreasing core thickness [5]–[7]. For
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the Mach-Zehnder interferometer, it is imperative that the
waveguides are single-mode. This can be obtained by reducing
the width of the waveguide or by using rib waveguides where
the core is only partially etched down on the sides. Shallow
rib waveguides with 4 nm rib height, widths of 3-4 μm and
200 nm core thickness have been made with propagation losses
as low as 0.15 dB/cm for TE-polarization and 0.30 dB/cm for
TM-polarization [8].
Several methods exist to estimate propagation losses from
surface roughness, see [9]–[11]. These methods require para-
meters such as the roughness standard deviation and the
autocorrelation length of the sidewall roughness to be known.
Surface roughness is usually measured using atomic force
microscopy (AFM). For narrow waveguides, the critical para-
meter is the sidewall roughness, rather than the surface rough-
ness. However, it is a challenge to measure the sidewall
roughness for strip waveguides (200 nm high sidewalls) and
very difficult for shallow rib waveguides (1-10 nm high
sidewalls). Rather than basing the simulations on roughness
measurements, we have used a measured propagation loss for
a narrow waveguide as a reference to estimate the propagation
loss for other waveguide widths. Our method is based on
approximating the surface roughness with a small section
with complex refractive index in a 2D model. The method




Strip and rib waveguides were produced by sputtering a
core layer of tantalum pentoxide (ncore = 2.15) onto a 5 μm
silica layer (n = 1.45). The waveguides were defined by
photolithography followed by argon ion-beam milling at an
angle of 45° to reduce the sidewall roughness. The waveguides
were treated with plasma-ashing for 10 minutes to remove
remaining photoresist and annealed at 450 °C-600 °C in
oxygen in a tube furnace for 2-5 hours [12]. Rib waveguides
were made with a core thickness, H, of 170 nm and a slab
thickness, h, of 150 nm, see Fig. 1. The strip waveguides
had a core thickness, H, of 215 nm and by definition a slab
thickness h = 0. These dimensions have been determined
using a scanning electron microscope (SEM) and a mechanical
profiler (Tencor P6).
The propagation losses were measured for w = 1-10 μm
wide strip waveguides and w = 1-5 μm wide rib waveguides.
Light from a 785 nm diode laser was coupled into the
waveguide using beam expanding lenses and a 40× objective
lens. The polarization was rotated with a half-wave plate
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Fig. 1. a) Schematic diagram of the waveguide cross-section used in Comsol
simulations (not to scale). Examples of the fundamental mode for a strip
waveguide for b) TE- and c) TM-polarization.
to obtain TE- or TM-polarization. A second 40× objective
lens was used to couple light out from the waveguide into a
photodetector. The photodetector was used to ensure that
optimal and stable coupling was obtained during the
measurements.
The propagation losses were measured by taking images
of light scattered from the waveguide with a microscope on
a translation stage. The microscope was moved along the
waveguide and images of the scattered light captured. This
is a non-destructive method independent of input coupling
and suitable for measurement of relatively high propagation
losses (dB/cm-range) [1], [13], [14]. The images of scattered
light were captured with an objective lens with a relatively
large magnification, 50×, and NA = 0.8, in order to avoid
interference between scattering points and to limit the area
observed. The exposure time for the microscope’s CCD cam-
era was adjusted to the maximum time not giving saturated
points in the image. The images were processed with a
Matlab-program. For each image, the pixels were summed
along the waveguide, giving an approximately Gaussian profile
across the waveguide. Pixels within the FWHM-width of
the profile were subsequently summed along and across the
waveguide, giving a relative intensity for the image. This value
was corrected for the exposure time, i.e. by dividing by the
exposure time. The first image, taken near the input, was used
as a reference and given the value I (0) = 0 dB. Images
captured further from the input thus gave intensities I (z), with
intensity in dB and distance z measured from the position of
the reference image.
Fig. 2 shows an example of the measured scattering as
function of the propagation distance. The images are taken
of scattering from randomly distributed imperfections, mostly
on the waveguide surface. The measured intensities will thus
have a statistical variation. A straight line was fitted to the data
with the least-squares method. The slope was used to find the
propagation loss and the standard deviation of the slope was
used to characterize the statistical variation. For the case in
Fig. 2, this gave a propagation loss of 6.7 ± 1.6 dB/cm.
For relatively wide waveguides, i.e. 5-10 μm for strip
waveguides and 3-5 μm for rib waveguides, the propagation
losses do not depend on width as seen in Fig. 3. Thus, propa-
gation losses for these wide waveguides are less dependent on
scattering from the sidewalls and mostly due to absorption
and scattering from imperfections within the material. The
average propagation loss is 1.4 dB/cm and 1.3 dB/cm for
TE-polarization and 1.1 dB/cm and 1.5 dB/cm for
Fig. 2. Relative scattering intensity versus position for strip waveguide of
width 1.5 μm and TE-polarization.
TM-polarization for wide strip and rib waveguides, respec-
tively (see Fig. 3 and result-section). This average loss was
subtracted from the measured values for all waveguide widths
before simulations. The remaining loss, αd B , is taken to be
due to scattering from the sidewalls.
B. Simulation of Propagation Losses
Comsol Multiphysics was used to find the complex effective
refractive index of waveguides. The sidewalls are represented
in the model by an area of width t on each side of the
core as shown in Fig. 1. Losses due to scattering from the
sidewalls are included in the model by adding an imaginary
part to the refractive index for this area. A width t = 10 nm
was used for the simulations. It was tested that the results
where independent of the width t by doing simulations with
widths 5 and 20 nm for some cases.
To find the relationship between simulated complex effec-
tive refractive index and measured propagation loss, the atten-
uation coefficient, αd B (in dB/cm), can be written as:
αd B = −10 log (P(z)/P0) (1)
where P0 is the reference intensity and P(z) is the intensity at
distance z from the reference point. The power P(z) is related
to the effective refractive index ne f f by:
P(z) = |U(z)|2 = |A0 exp(− jkz)|2 = P0 exp(−4π
λ0
nim z) (2)
where U(z) is the time-independent complex wavefunction,
A0 is the complex envelope constant, k is the wavevector and
λ0 is the wavelength (785 nm). A propagation loss αd B thus
corresponds to an imaginary part nim of the effective refractive
index with z = 0.01 m:
nim = − λ0αd B
40zπloge
(3)
Simulations in COMSOL are done to iteratively find the
complex refractive index of the sidewalls, ncore + jnw, that
gave a complex effective refractive index (for the mode) equal
to nre + jnim . Here nre is the real part of the effective refrac-
tive index and nim corresponds to the measured loss using
Eq. 3. The complex value found, ncore + jnw, is subse-
quently used to find the complex effective refractive index,
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Fig. 3. Propagation losses as function of waveguide width for strip waveguides, for a) TE-polarization and b) TM-polarization. Propagation losses as function
of waveguide width for rib waveguides, for c) TE-polarization and d) TM-polarization.
and thus the loss, for other waveguide widths. The selected
reference waveguides had a width of 1.5 μm for strip
waveguides and 1.2 μm for rib waveguides. The thickness of
the waveguides simulated was the same as for the waveguides
measured. Care was taken to avoid interference from
higher order TE- solutions when simulating TM-polarization.
Fig. 1(b) and 1(c) shows examples of simulated fundamental
modes for TE- and TM-polarization (λ = 785 nm).
Our technique assumes that the random and spatially dis-
tributed surface roughness can be approximated with a thin
layer of constant complex refractive index. Furthermore, the
simulation only considers the fundamental mode. For multi-
mode waveguides, higher order modes will have a different
spatial distribution and thus be influence differently by the
surface roughness compared to the fundamental mode.
III. RESULTS AND DISCUSSION
Fig. 3(a) and 3(b) shows the measured and simu-
lated propagation losses for strip waveguides for TE- and
TM-polarization. The propagation losses increase very fast as
the width decreases below 3 μm. For wider waveguides than
3 μm, the propagation losses show insignificant dependency
on the width. The measurement uncertainty is small for these
low losses, while for the larger losses of narrow waveguides,
the measurement uncertainty also becomes larger. This is
most likely due to the random nature of the imperfections,
with some sections of the waveguide having low losses and
others having large losses. The losses are considerably larger
for TM-polarization than for TE-polarization. The simulated
propagation losses show good overlap with the measurements.
In particular, the simulations predict well the increase in
propagation losses around 3μm width. An exponential fit to
the data would be possible, but requires at least two reference
points, whereas our simulation is based on a single reference
point. It also gives a more physical approach to the propagation
losses. However, care should be taken when extrapolating to
very narrow waveguides. Measured and simulated propagation
losses for rib waveguides are shown in Fig. 3(c) and 3(d).
As for strip waveguides, the losses of rib waveguides
for TM-polarization are larger than for TE-polarization.
For TE-polarization, the losses show no significant depen-
dency on waveguide width down to a width of 1.2 μm.
For TM-polarization, losses increase rapidly for waveguides
less than 3 μm wide. As there was no visible dependency
on width for TE-polarization, this case cannot be simulated
with our method. For TM-polarization there is good over-
lap between simulations and measurements. For a width of
1.7 μm, two results are included. The larger value includes
measurements on the first 1 cm of the waveguide, while the
lower value excludes these. There was a sharp decrease in
measured intensity from 0.5 cm to 1 cm, probably cause by a
large point defect between these measurements.
Propagation losses for the rib waveguides were, as expected,
significantly smaller than for strip waveguides. For a 1.5 μm
wide waveguide and TE-polarization, propagation losses
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Fig. 4. Simulated propagation loss as function of rib height, H −h, based on
measured propagation loss for a 1.5 μm wide strip waveguide. Also, measured
loss is shown for waveguides with 20 nm rib height and 1.2 μm width.
decreases from 6.7 dB/cm to 1.7 dB/cm when changing from
a strip to rib waveguide. To simulate this dependancy on rib
height, we have used jnw found for a strip waveguide, to
find the losses for rib waveguides as function of rib height,
H-h. In this case, the width was kept fixed at 1.5 μm. The
propagation loss is shown in Fig. 4. The measured loss for a
waveguide with rib height 20 nm is also shown, with the core
thickness 170 nm, versus 215 nm for the strip waveguide.
The simulations show reasonable correspondence with the
measured losses for the rib waveguides, given that the
measurement uncertainties are large for the reference strip
waveguide and the rib waveguides. The simulations predict
that propagation losses for TM-polarization can be decreased
significantly by reducing the rib height below 20 nm.
For TE-polarization, the propagation losses are approximately
linear with rib height. For shallow rib waveguides with rib
height less than 10 nm, the losses due to sidewall roughness
are small and losses from absorption and scattering within the
material become dominant, according to our simulations.
IV. CONCLUSION
The measured propagation losses increased sharply for
tantalum pentoxide strip waveguides less than 3 μm wide.
For rib waveguides, the propagation losses are significantly
smaller than for the strip waveguides. For TE-polarization,
the propagation loss was not significantly influenced by the
width for rib waveguides. Losses caused by random sidewall
imperfections are dependent on fabrication and can vary along
a waveguide, as demonstrated in Fig. 3(d) for a width of
1.7 μm. Our simulation method, based on an area with
complex refractive index in a 2D-model, gave good estimates
for the dependency of propagations losses on waveguide width.
The method was also used to estimate the dependency of
propagation losses on rib height, showing that losses for
TM-polarization decrease fast for rib heights less than 20 nm.
For TE-polarization, the losses were predicted to change
gradually with rib height.
The measured dependency of propagation losses
on waveguide width can, together with the simple proposed
simulation method, give valuable information for the design of
rib waveguides. The most common way of obtaining single-
mode waveguides is to reduce the waveguide width. With
the proposed method, it is possible to estimate how the
propagation losses will increase when reducing the width for
a given technology. The method is based on having several
waveguide widths available and the usefulness of the method
is thus if considering to reduce the width to even more narrow
waveguides than those available. Reducing the rib height
is another way of obtaining single-mode waveguides. It is
necessary to make several wafers and do more processing
to experimentally compare the influence of rib height on
propagation losses, while the proposed method can estimate
the influence of rib height based on one wafer with a single
rib height.
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A Mach-Zehnder interferometer made with shallow rib waveguides is studied experimentally and using simulations. The rib-height giving
single-mode guidance is found as function of core thickness and polarization. Devices have been made using shallow rib waveguides
(5 nm rib height) in silicon nitride. The sensitivity and the limit of detection (LOD) is studied experimentally regarding the length of the
sensing window and for two cover media: water with hydrochloric acid (HCl) and polydimethylsiloxane (PDMS). For HCl-solution, which is
the standard method for testing Mach-Zehnder interferometers, the measured sensitivity and LOD was 13000π rad/RIU and 1.1 × 10-7π RIU,
respectively, for a 2 cm long sensing window. This is comparable to the best results reported previously. With PDMS as the cover medium,
the temperature of the device was increased in order to measure the sensitivity. This is a new approach that makes it possible to measure
the sensitivity with a solid cover medium which has a relatively high temperature coefficient for the refractive index. Measured sensitivity
and LOD was 15200π rad/RIU and 1.3 × 10-7π RIU, respectively, again for a 2 cm long sensing window. Measured sensitivities agreed with
simulations and increased linearly with sensing length as expected. However, the LOD showed a minimum for 2 cm sensing length. This was
mainly due to increased noise for 3 cm sensing length, both for HCl-solution and PDMS. With higher sensitivity and similar LOD for PDMS
compared to HCl-solution, it is concluded that using the temperature dependence of PDMS is a good alternative for testing Mach-Zehnder
interferometers.
[DOI: http://dx.doi.org/10.2971/jeos.2015.15020]
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1 INTRODUCTION
Waveguide Mach-Zehnder interferometers are highly sensi-
tive and have been used successfully for a range of applica-
tions, e.g. sensing of pressure [1], gases [2], volatile organic
compounds [3], DNA/RNA, proteins and other biological
molecules[4, 5]. Several sensors can be combined on a single
chip, giving a compact, sensitive and stable device [5]. The
principle of the sensor is to use waveguides to split the light
into two arms that recombine after a certain distance, see Fig-
ure 1. One of the arms (the sensing arm) is covered with a
sensitive layer capturing the chemically inert species, while
the other arm (the reference arm) is covered with a protec-
tive cladding. The evanescent field of the sensing arm inter-
acts with the sensitive layer. A local change of refractive index
in this region will change the effective refractive index of the
guided mode of the sensing arm. When the reference mode
and the sensing mode combine, constructive or destructive
interference is obtained depending on the phase change. The
phase change of the interference signal can be correlated to the
concentration of the measurand with prior calibration.
In this article, the sensitivity and limit-of-detection (LOD)
is studied and compared using simulations and measure-
ments for water and polydimethylsiloxane (PDMS) as the
cover mediums. Adding hydrochloric acid (HCl) to wa-
ter is the standard method for characterizing waveguide
Mach-Zehnder interferometers and the results can be directly
compared with the state-of-the-art. A limit of detection of
10−7 − 10−8 refractive index units (RIU) have been demon-
strated with rib waveguides and with a water-solution as
the cover medium [6, 7]. Biological materials will normally
be dissolved in water, and the most common cover media
for biosensors thus have refractive indices close to that of
water. For other types of sensors, e.g. gas sensors, various
solids can be used to absorb the measurand and hence give
a change in the refractive index of the solid. As an example,
PDMS doped with cryptophane-A can be used to detect
methane with surface plasmon resonance [8, 9]. PDMS is
an organic material with a relatively high thermo-optic
coefficient, and consequently gives a high thermal sensitivity
for the guided mode [10]. This will normally give unwanted
temperature dependency for the sensor. However, in this
work the high thermal sensitivity is used to characterize the
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FIG. 1 Shows the outline of the designed sensor with a) cross-section of the waveguide
structure and b) top-view of three Mach-Zehnder interferometers on a chip. W is the
waveguide width, H is the core thickness and h is the rib height. Note that the drawings
are not to scale.
sensor. A PDMS-layer is deposited on the sensing arm of
a Mach-Zehnder interferometer, while the reference arm is
covered by silica, which has a significantly smaller thermo-
optic coefficient. By increasing the temperature of the device,
the temperature of the PDMS-layer also increases. As the
thermo-optic coefficient of PDMS is known, a controlled
change in the refractive index of the PDMS-layer is thus
obtained and the sensitivity of the sensor to this change can
be measured.
Shallow rib waveguides with a Si3N4 core are suitable for
Mach-Zehnder interferometers due to the high refractive
index of Si3N4, good transparency in the visible range and the
low propagation losses of the shallow rib structure [11, 12].
To obtain high visibility, the waveguides of the interferometer
must be single-mode. We use simulations to determine the
geometrical parameters of the waveguide cross-section which
result in single-mode waveguides. Comsol Multiphysics,
which is based on the finite element method, is used to
determine single-mode conditions and to simulate the sensi-
tivity of the sensor to changes in the refractive index of the
cladding.
2 SIMULATIONS
The waveguides used in this work had a guiding core of Si3N4
(nc = 2.00) on a silica layer (2 µm thick, ns = 1.45). The waveg-
uide width was set to 2 µm for the simulations, which can eas-
ily be obtained with standard photolithography. Various core
thicknesses and rib heights were simulated, as will be shown
in the next section. For the cover medium, simulations were
done for refractive indices corresponding to water (n = 1.33)
and to PDMS (n = 1.412). Figure 1 shows the cross-section of
the rib waveguide used in the simulation, and the top-view
of three Mach-Zehnder interferometers. A wavelength of 785
nm was used for all the simulations and experiments. Strip
waveguides have also been simulated with, by definition, the
rib height equal to the core thickness. In order to find
the number of modes for the waveguide, and more specif-
ically to find the limit where it becomes single-mode, a 2D
mode analysis of the waveguide cross-section was done us-
ing Comsol Multiphysics. This mode analysis was also used
to find the sensitivity, as explained in the next section. Fig-
ure 2 shows examples of the simulated modes for different
waveguide widths and polarizations. The evanescent field of
a guided mode decreases exponentially away from the waveg-
uide. The single-mode limit was chosen as the point where the
evanescent field of the first-order mode ceased to decrease ex-
ponentially.
The results obtained with Comsol were compared to simu-
lations performed with Fimmwave (Photon Design, Oxford,
UK), which is based on the film mode matching method
(FMM) [13]. Using Fimmwave, the single-mode limit was
taken as the point where the first-order mode becomes leaky
(TE-polarization) or where its loss increases sharply (TM-
polarization) when decreasing the rib height [14].
2.1 Geometrical parameters giving
single-mode waveguides
Figure 3 shows the maximum rib height which will result
in single-mode waveguides, as function of the core thick-
ness. The waveguide width is 2 µm and the single-mode limit
is shown for both TE- and TM-polarization and with water
and PDMS as cover media. The results obtained with Comsol
were confirmed by Fimmwave (not shown). For both polariza-
tions, the differences between the two methods are small and
comparable to the resolution of the methods (approximately
1 nm).
For the core thicknesses considered in Figure 3, the single
mode limit is decreasing for TM-polarization and slowly in-
creasing for TE-polarization. As the core thickness decreases
towards zero, the guiding of the first-order mode will cease
for any rib height. Thus, for decreasing core thickness, the
single-mode limit increases. This effect is dominating for TM-
polarization in Figure 3. For fixed rib height and increasing
core thickness, the ratio of rib height to core thickness de-
creases. This will, at some point, give weaker guiding and the
single-mode limit will increase with core thickness. This ef-
fect causes the slow increase of the single-mode limit for TE-
polarization. For a given polarization and core thickness, the
single-mode limit is approximately the same for water, Fig-
ure 3(a), as for PDMS, Figure 3(b).
To make single-mode rib waveguides, it is necessary to have
tight control of the etching of the rib because a rib height of
less than 7 nm is required. On the other hand, the width can
be relatively large. The width of 2 µm considered in these
simulations, is compatible with standard photolithography.
By reducing the rib height further, towards 3 nm, waveg-
uides can be made single-mode for a width of 4 µm [15]. For
strip waveguides, the core is etched completely down and the
control on the etching process is thus relaxed. However, the
width has to be significantly smaller and it is thus difficult
to make single-mode strip waveguides with standard contact
photolithography.
2.2 Sensit ivity of the sensor
The evanescent field reaches out into the cover medium on
top of the waveguide. Any change of the refractive index of
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FIG. 2 Examples of modes for a shallow rib waveguide. a) and b) shows the fundamental TE- and TM-mode, respectively (5 nm rib height, 2 µm rib width and 200 nm core
thickness). c) shows the first order TM-mode (15 nm rib height, 2 µm rib width and 200 nm core thickness).
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FIG. 3 Shows the simulated single-mode conditions for 2 µm wide rib waveguides with TE- and TM-polarization. The single-mode limit is shown for a cover medium of a) water
(n = 1.33) and b) PDMS (n = 1.412).
the sensitive layer will thus change the effective refractive in-
dex of the mode. The sensitivity to this change in refractive
index is dictated by the waveguide dimensions and by the
choice of materials. Homogeneous sensitivity is defined as the
rate of change of the effective refractive index of the guided
mode, to the rate of change of the refractive index of a homo-
geneous cover medium. The homogeneous sensitivity can be












where n is the cover medium refractive index, N is the effec-
tive refractive index of the guided mode, Po is the power of
the guided mode in the cover medium, and PT is the total
power of the guided mode. Here r = 0 for TE-polarization
and r = 1 for TM-polarization. Furthermore, the phase sensi-









where L is the sensing length, λo is the wavelength and ∆N∆n is
the homogeneous sensitivity found in Eq. (1). The minimum
detectable phase shift, ∆θmin, can be estimated as three times
the signal-to-noise ratio, given by the noise, σ, divided by the





To compare the performance of various sensors, it is most
common to use the limit-of-detection (LOD = ∆nmin), which






Simulations were done with Comsol Multiphysics to deter-
mine the variables in Eq. (1) for various geometrical param-
eters, to find the corresponding sensitivity. Figure 4 shows the
calculated homogeneous sensitivities as function of the core
thickness for strip and rib waveguides, with PDMS and water
as the cover media. The sensitivity is very dependent on the
core thickness and to some degree on the polarization of the
guided light. The sensitivity increases as the core thickness de-
creases, due to less confinement in the waveguide core, which
implies more power in the cover medium. For even less core
thickness, the sensitivity decreases as the mode approaches
cut-off. In general, maximum sensitivity for TE-polarization is
obtained with a thinner waveguide than for TM-polarization.
The maximum sensitivity is highest for TM-polarization, be-
ing 28% higher than for TE-polarization for water as the sens-
ing medium. Likewise, for PDMS as the sensing medium, the
sensitivity is 18% higher for TM than for TE-polarization. Re-
garding water and PDMS as cover medium, the sensitivity is
47% higher for TE and 35% higher for TM for PDMS than for
water as the cover medium. This can be explained by PDMS
having a refractive index closer to that of the waveguide core.
If PDMS is used as the sensing medium, it is thus better to test
the sensor with PDMS rather than HCl-solution, as the sensi-
tivity is higher for PDMS.
Strip waveguides give approximately 4–8% higher sensitiv-
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FIG. 4 Shows the homogeneous sensitivity with a) water as cover medium (n = 1.33) and b) with PDMS as cover medium (n = 1.412). The sensitivity is shown as function of core
thickness for a 0.5 µm wide strip waveguide (red) and for a 2 µm wide rib waveguide (blue, 5 nm rib height). Both waveguides are single-mode.
ity compared to rib waveguides. The maximum sensitivity for
both polarizations is also shifted towards higher core thick-
nesses for strip waveguides compared to rib waveguides (180
vs. 150 nm for water and TM-polarization). The sensitivity is
thus not significantly dependent on the choice of strip or rib
waveguides. We have also found that the sensitivity does not
vary much as function of the waveguide width and rib height,
and these results are thus not shown. This can be expected
from the small change in effective refractive index of the mode
relative to these parameters. Changing the wavelength merely
gives a shift of the curves (also not shown).
3 MEASUREMENT OF THE SENSITIVITY
OF THE SENSOR
Waveguide Mach-Zehnder interferometers were made with
a core thickness of 150 nm, rib height of 5 nm and waveg-
uide widths between 1.5 µm and 3 µm. According to the sim-
ulations, see Figure 3 and Figure 4, these dimensions give
single-mode waveguides and maximum sensitivity for TM-
polarization. The fabrication was done according to Prieto et
al. [15]. First, a silica layer with a thickness of 2 µm was ther-
mally grown on a silicon wafer. The core layer of silicon ni-
tride, Si3N4, was deposited by low-pressure chemical vapor
deposition (LPCVD) at 800 ◦C and the rib structure of 5 nm
was etched by reactive ion etching (RIE). A protective layer
was deposited by plasma-enhanced chemical vapor deposi-
tion (PECVD) at 300 ◦C. Sensing windows were opened in the
protective layer by RIE and wet etching. These windows were
1, 2 and 3 cm long, 1 µm deep and 50 µm wide.
In this section, the sensitivity is measured with water and
then with PDMS as the sensing medium (i.e. cover medium).
The refractive index of water is increased by adding hy-
drochloric acid (HCl) and the refractive index of the solution
is measured with a refractometer. Thus, changing the cover
medium from pure water to an HCl-solution gives interfer-
ence fringes. By measuring the number of fringes for solu-
tions with various concentrations of HCl, the sensitivity of the
sensor is found. For PDMS, a similar approach is not possi-
ble. However, the thermo-optic coefficient of the refractive in-
dex is ∆n/∆T = −4.2 × 10−4 RIU/K for PDMS, compared
to ∆n/∆T = 1.28 × 10−5 RIU/K for silica [18]. Thus, by in-
creasing the temperature of the device, the refractive index of
PDMS will decrease and give interference fringes at the out-
put of the interferometer. Note that the reference arm of the
interferometer is covered with silica, and it is thus the differ-
ence in temperature coefficient between PDMS and silica that
gives the interference fringes.
Figure 5 shows the experimental setup. Light from a 785 nm
diode laser was coupled into the waveguide using beam ex-
panding lenses and a 10x objective lens (NA = 0.30). The low
magnification, 10x, was chosen in order to reduce the influ-
ence of thermal and mechanical noise on the input coupling.
This was particularly important when increasing the tempera-
ture of the waveguide chip. The polarization was rotated with
a half-wave plate to obtain TM-polarization for highest sensi-
tivity. A microscope with a CCD camera was used to align the
input beam with the waveguide and get optimal end-coupling
into the waveguide. A second objective lens (40x, NA = 0.65)
was used to couple light out from the waveguide and into a
photodetector.
For measurements with water as the cover medium, the
waveguide chip was enclosed within a microfluidic system
connected to an injection port, providing constant feed of wa-
ter or the diluted HCl. At room temperature, HCI is a col-
orless gas that is highly soluble in water. Concentrations of
0.03 mol/L to 0.3 mol/L of HCl was added to water. The re-
fractive index of the solution was measured with a refractome-
ter. For example, with a solution of 0.2 mol/L HCI, a change in
refractive index of 0.0029 RIU relative to water, was obtained.
Water was pumped continuously at a rate of 0.03 to
0.06 ml/min to the sensing region of the interferometer
through the microfluidic system. 5 ml of HCl-solution was
injected via an injection port into the flow. Once the injection
port was activated, (pure) water was replaced with HCl-
solution, causing the first series of fringes at the output of the
interferometer (see the insets in Figure 6). When the volume
of HCl-solution was finished, water was pumped back into
the system, giving rise to a second series of fringes. After the
measurements, the phase was found by counting the fringes,
with one fringe equal to 2π.
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FIG. 5 Shows the experimental setup used for the measurements with a microfluidic system connected to an injection point for HCl and water pump system.






















































FIG. 6 Shows the calibration curve with HCl-solutions for a Mach-Zehnder interferome-
ter with a 2 µm wide waveguide and a sensing length of 1 cm. A straight line is fitted
to the measurements and a phase change of 6552π rad/RIU in water is obtained. The
insets show the resulting interference fringes when changing the measurand from
pure water to 0.03 mol and 0.2 mol HCl, respectively.
Figure 6 shows an example of a calibration curve obtained
for different concentrations of HCI in water. The sensitivity
of phase change to change in refractive index of the cover
medium is found by making a linear fit to the measured val-
ues. This measurement series for 1 cm sensing length gave a
sensitivity of S = ∆θ/∆n = 6552π rad/RIU for water as cover
medium.
To measure the sensitivity with PDMS as the cover medium,
the waveguide chip was covered with a layer of PDMS using
spin-coating (approximately 25 µm thick). A Peltier-element
was used to control the temperature, with an aluminium
Change in temperature (K)









































































FIG. 7 Shows the calibration curve for a Mach-Zehnder interferometer with PDMS on
the sensing arm. The waveguide is 2 µm wide and the sensing window is 2 cm long.
A straight line is fitted to the measurements and a phase change of 6.4π rad/K in
PDMS is obtained. The insets show the resulting interference fringes when increasing
the temperature by 0.2 K and 1 K, respectively.
plate on top holding the waveguide chip. A small current
was used for the Peltier-element to obtain small temperature
changes and avoid oscillations. A thermistor was fixed in-
side the aluminium plate to precisely measure the tempera-
ture changes. Thermal paste was used between the parts to
have good thermal conductivity. The temperature and the re-
sulting interference fringes were recorded, as shown in the
insets in Figure 7. By applying increasing currents, and thus
increasing temperature steps, the sensitivity was measured.
An example of a measurement of sensitivity is shown in Fig-
ure 7 for an interferometer with a sensing length of 2 cm.
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Cover medium: HCl-solution PDMS
L [cm] 1 2 3 1 2 3
Simulated S(n) [×103π rad/RIU] 6.7 13.5 20.2 8.5 17.2 25.7
Measured S(n) [×103π rad/RIU] 6.5 13.0 19.8 8.8 15.2 26.2
Measured S(T) [π rad/K] − − − 3.7 6.4 11.0
dP [mW] 3.4 0.6 0.8 0.7 1.4 0.7
σ [µW] 7.1 0.9 9.0 1.9 2.8 4.0
∆θmin [×10−3π rad] 6.3 4.5 33.7 8.1 6.0 17.1
LOD(n) [×10−7π RIU] 3.1 1.1 5.4 3.0 1.3 2.1
LOD(T) [mK] − − − 2.2 0.9 1.6
TABLE 1 Results obtained for various sensing lengths and with water and PDMS as the cover medium. L is the sensing length,S is the phase sensitivity as function of the refractive
index S(n) or temperature S(T), dP is the mean visibility of the fringes, σ is the noise of the signal, ∆θmin is the minimum phase-change that can be detected and LOD is the
limit-of-detection as function of refractive index, LOD(n), or temperature, LOD(T).
This measurement series gave a temperature sensitivity of
S = ∆θ/∆T = 6.4π rad/K. The temperature sensitivity is re-









As previously noted, the thermo-optic coefficient of the refrac-
tive index of PDMS is ∆n/∆T = −4.2× 10−4 RIU/K [18]. The
phase sensitivity S can thus be found from Eq. (5). For PDMS,
the phase sensitivity is thus calculated from the measured
temperature sensitivity, while for HCl-solution, the phase sen-
sitivity is measured directly by increasing the refractive index
of the HCl-solution.
A summary of the results obtained for various sensing lengths
is shown in Table 1 for both HCl-solution and PDMS. The sen-
sitivity increased linearly with the length of the sensing win-
dow, as expected, and with very good correspondence with
the simulation results. This implies that the thermo-optical co-
efficient used for PDMS is correct. The sensitivity for PDMS is
higher than for HCl-solution due to the higher refractive in-
dex (1.42 vs. 1.33), as discussed in the simulation part.
As the sensing length increases, propagation losses are ex-
pected to reduce the fringe visibility. However, this effect is
not clear from the results in Table 1, indicating that random
coupling losses and waveguide defects are more important
sources of loss than evenly distributed propagation losses.
The noise level increases with sensing length, at least for
PDMS. For HCl-solution, the flow cell had a length of 3 cm
and was thus as long as the longest sensing window. The po-
sitioning of the flow cell relative to the sensing window and
flow effects near the edges of the flow cell might have given
increased noise for a sensing length of 3 cm. A longer chip
with space for a longer flow cell might give lower noise and
a lower detection limit for a 3 cm sensing length. For PDMS,
noise is increasing with sensing length, indicating that tem-
perature noise increases with length and that the sources of
the noise are uniformly distributed. The temperature noise of
the Peltier-element was approximately 0.5 mK. Reducing the
temperature noise of the regulation system will also reduce
the noise for the optical measurement. Due to the higher noise
for 3 cm sensing length than for 2 cm, for both HCl-solution
and PDMS, the limit-of-detection is lowest for a sensing length
of 2 cm, at 1.1 and 1.3 × 10−7π RIU, respectively.
As shown in Table 1, an LOD for temperature of approxi-
mately 1 mK corresponds to an LOD for phase of approxi-
mately 10−7π RIU with PDMS on the sensing arm. Thus it is
possible to use the PDMS layer for measuring temperature di-
rectly with a limit of detection of approximately 1 mK. If using
PDMS as a sensitive layer for gas measurement, the tempera-
ture stability will influence the LOD for the gas measurement.
If temperature stability is the limiting noise source and PDMS
is used on the sensing arm only, a temperature noise of 1 mK
will thus give an LOD for phase of 1 × 10−7π RIU. It might
be possible to improve this if the reference arm is also cov-
ered with PDMS and subsequently protected with a layer that
stops gas diffusion.
4 CONCLUSION
The main factors for the sensitivity are the core thickness rel-
ative to the wavelength of light, the polarization of the light
and the refractive index of the core and cover medium. For
shallow rib waveguides and a wavelength of 785 nm, the core
thickness giving maximum sensitivity was found to be 80 nm
and 150 nm for TE- and TM-polarization, respectively, with
water as the cover medium. With PDMS as the cover medium,
the corresponding values were 60 and 120 nm.
The sensitivity was found to be approximately 28% higher
for TM-polarization than for TE-polarization for water and
18% higher for TM-polarization than for TE-polarization for
PDMS. Strip waveguides give 4–8% higher sensitivity than rib
waveguides. It is possible to make the shallow rib waveguides
with standard contact photolithography, significantly simpli-
fying the fabrication process, and the small reduction of sen-
sitivity is thus justified. The sensitivity is 47% higher for TE
and 35% higher for TM for PDMS than for water as the cover
medium. This can be explained by PDMS having a refractive
index closer to that of the waveguide core. However, in most
cases it will be the type of measurand, e.g. biological or chem-
ical, that decides the choice of cover medium, rather than the
higher sensitivity for PDMS.
Sensitivity was measured with HCl as the cover medium and
a Mach-Zehnder interferometer with 2 µm waveguide width,
5 nm rib height, 150 nm core thickness and 1, 2 and 3 cm sens-
ing lengths. The measured sensitivities agreed well with the
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simulated values. The lowest limit of detection was found for
a sensing length of 2 cm, with LOD = 1.1 × 10−7π RIU. This
is comparable to the results obtained in the literature [7, 19].
By improving the flow cell and reduce the noise for a sens-
ing length of 3 cm, it may be possible to reduce the limit of
detection further.
Water is the normal cover medium for biological sensors.
However, for gas sensors, it is more common to have a solid
cover medium and a different approach must be used when
measuring the sensitivity. In this work, we have covered the
sensing arm with PDMS and applied a temperature change to
the sensor, which decreases the refractive index of the cover
layer. This, in turn, was used to measure the sensitivity with
PDMS as a cover medium. The sensitivity was, as expected,
higher than for HCl-solution and the limit of detection was
almost the same, at 1.3 × 10−7π RIU. This demonstrates that
PDMS can be used to test waveguide Mach-Zehnder inter-
ferometers and it is thus an alternative to testing with HCl-
solution. We chose to use a low-magnification objective for
input coupling (10x), giving a relatively large spot on the
endface of the waveguide. This was done in order to reduce
noise from the input coupling when increasing the tempera-
ture. However, it comes at the expense of reduced coupling. In
general, some experimental precautions must be taken when
changing the temperature of the chip, as thermal expansion of
the mechanical stage can reduce the input coupling.
It is also possible to use the PDMS-layer for temperature mea-
surement, with a limit of detection of approximately 1 mK
demonstrated here. If using a PDMS layer for sensing a dif-
ferent measurand, e.g. PDMS doped with cryptophane-A for
methane-sensing, the thermal noise must be on the order of 1
mK to obtain a limit of detection of 1 × 10−7π RIU, if PDMS is
used only on the sensing arm.
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Abstract: We report a methane sensor based on an integrated Mach-
Zehnder interferometer, which is cladded by a styrene-acrylonitrile film
incorporating cryptophane-A. Cryptophane-A is a supramolecular com-
pound able to selectively trap methane, and its presence in the cladding
leads to a 17-fold sensitivity enhancement. Our approach, based on 3 cm-
long low-loss Si3N4 rib waveguides, results in a detection limit as low as
17 ppm. This is 1-2 orders of magnitude lower than typically achieved with
chip-scale low-cost sensors.
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1. Introduction
Interest in methane detection has increased in recent years due to focus on the environmental
effects of the greenhouse gases and climate change. Methane (CH4) has approximately 30 times
higher global warming potential than CO2 and its amount in the atmosphere has increased by
a factor of 2.5 since pre-industrial times: from 0.7 ppm to the current 1.8 ppm [1]. In order to
better understand the global methane cycle, it is essential to quantify the atmospheric methane
sources, including emissions from remote and inaccessible wetlands, permafrost and methane
clathrates. Such a task requires the availability of low-cost and sensitive methane sensors, which
are sufficiently small to be carried by lightweight planes or drones, and at the same time ro-
bust enough to be operated in extreme weather conditions. The currently available sensors are
traditionally limited to high-end laboratory equipment, such as gas chromatographs, mass spec-
trometers or near-infrared and mid-infrared laser spectrometers, which perform extremely well
in terms of sensitivity (ppt levels), specificity (interference-free) and long term stability, but are
bulky and expensive [2, 3]. On the other hand, there are ultra low-cost devices such as nondis-
persive infrared sensors, pellistors, metal-oxide or electrochemical gas sensors, but these suffer
from limited sensitivity, long-term drift and cross-responsivity to other chemical species [4].
An alternative approach to methane detection is based on cryptophanes [5], which are
supramolecular compounds that form a host cavity. The cavity can selectively capture
molecules whose dimensions are compatible with the cavity size. Cryptophane-A, the smallest
of the series, exhibits a strong affinity towards methane [6–8]. When incorporated into polymer
#245563 Received 10 Jul 2015; revised 21 Sep 2015; accepted 23 Oct 2015; published 24 Nov 2015 
© 2015 OSA 30 Nov 2015 | Vol. 23, No. 24 | DOI:10.1364/OE.23.031564 | OPTICS EXPRESS 31565 
solutions such as Polydimethylsiloxane (PDMS) or Styrene-Acrylonitrile (SAN), the resulting
transparent films can be used as a sensitive cladding layer for optical refractive index sensors.
An optical fibre sensor for methane detection based on cryptophane molecules incorporated
in a PDMS cladding was first reported in 2005 by Bernouis et al. [9]. Since then, several dif-
ferent sensor designs were proposed. Long-period fiber grating sensors with a SAN and poly-
carbonate overlay [10, 11] have achieved a detection limit down to 0.1 vol. %. Another design,
a surface plasmon resonance sensor for methane detection in water [12], has reached a remark-
ably low detection limit of 0.2 nM, which shows the potential of cryptophane-based sensing
for specific methane detection down to ambient CH4 concentrations. Nevertheless, the reported
techniques unanimously rely on the measurement of resonance shifts, which implies the use of
a tuneable laser source or a spectrometer. This increases the sensor price as well as its footprint.
On-chip interferometric techniques represent a solution to overcome this drawback. In par-
ticular, the waveguide Mach-Zehnder interferometer is highly appealing as it is sensitive to very
small refractive index variations. It has been successfully employed for a wide range of applica-
tions, such as sensing of pressure [13], gases [14], volatile organic compounds [15], DNA/RNA,
proteins and other biological molecules [16, 17]. Several sensors, including a reference Mach-
Zehnder interferometer, can be combined on a single chip [17], resulting in a compact and
stable device. The sensitivity range of Mach-Zehnder interferometers can be adapted to the ap-
plication by choosing the waveguide length, and since they do not require a tuneable laser, they
can be produced at a competitive price.
In this work, we adopt the above strategy to develop an on-chip methane sensor based
on a Mach-Zehnder interferometer. The device is sensitised to methane by incorporating
cryptophane-A molecules in the waveguide cladding, which results in more than one order
of magnitude sensitivity and selectivity enhancement and a detection limit down to ppm levels.
As such, it is an excellent candidate for quantification of methane release from a multitude of
natural and anthropogenic emission sources.
2. Sensor design and principle of operation
Figure 1 shows an integrated Mach-Zehnder interferometer, where the optical signal is split
into two branches: a reference arm which is protected from the surrounding environment and a
sensing arm which is exposed to the analyte. The presence of the analyte modifies the refractive
index in the sensing arm, resulting in a phase difference relative to the reference arm. This phase
difference is recovered after the two arms are recombined into a single output, resulting in an
interference signal:
IT = IS + IR +2
√
ISIR cos(∆φS +∆φ0) (1)
Here IS and IR are the intensities of the light propagating in the sensing and the reference arm,
respectively, ∆φ0 is the initial phase difference due to unmatched optical lengths of the two
arms, and ∆φS is the phase difference induced by the analyte.
2.1. Waveguide design
The sensor is based on silicon nitride (Si3N4) shallow rib waveguides on a silica buffer layer,
fabricated by low-pressure vapour deposition and reactive-ion etching as detailed in [18, 19].
The chosen material combination exhibits good transparency in both the visible and the near-
infrared range and provides for high refractive index contrast and strong lateral confinement of
the optical field. Also as schematically depicted in Fig. 1, the Mach-Zehnder interferometer is
top-cladded with a 1 µm-thick silica layer, with a 25 µm-wide sensing window opened above
the sensing arm. Devices were fabricated with sensing lengths of 1, 2 and 3 cm.
Figure 2 shows the cross-sectional view and an atomic force microscope (AFM) image of the
waveguide, characterised by a core thickness of 150 nm, rib height of 5 nm and 2 µm in width.
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This design is a result of an optimisation step in order to achieve low propagation losses and a
high mode-overlap with the top cladding material [19, 20].
Rib waveguides are superior to strip and slot waveguides in terms of propagation loss because
of a small spatial overlap of the optical mode with the shallow-etched side-walls. A propagation
loss of only 0.8 dB/cm was measured for the silica-cladded waveguides, while the polymer-
cladded waveguides with cryptophane-A exhibited a slightly higher loss of 1.3 dB/cm.
As the condition of single-mode operation is indispensable for Mach-Zehnder interferom-
eters, the waveguide dimensions were carefully chosen to support a single TE and a single
TM mode at the operating wavelength λ = 785 nm. The TM mode extends more into the top
cladding, and therefore it is more sensitive to changes in the surrounding environment and more
suitable for evanescent sensing. When covered with a polymer sensing layer (refractive index
n = 1.56), it exhibits 47% overlap with the cladding as shown in Fig. 2(a).
2.2. Methane-sensitive layer
The key step for selective methane detection is the use of Cryptophane-A doped layer as a
cladding on the sensing arm of the Mach-Zehnder interferometer. Cryptophane-A was pre-
pared from commercial vanillin according to a published procedure [21] and purified by col-
umn chromatography. The synthetised material was characterised by nuclear magnetic reso-
nance and high-resolution mass spectrometry, and found to exhibit identical properties to those
reported [8] including host-guest behaviour towards methane.
Although most related publications use PDMS as the host for cryptophane-A, we opt for
Styrene-acrylonitrile copolymer (SAN) that exhibits good chemical resistance and high clar-
Fig. 1. 3D layout of the Mach-Zehnder interferometer, showing both the reference and
the sensing arm cross-sections. The 25 µm-wide window opened above the sensing arm is
filled with a cryptophane-A-doped, methane permeable polymer (SAN). This allows the
methane molecules to diffuse to the waveguide surface. The waveguide dimensions and the
layer thicknesses are given in micrometers.
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Fig. 2. The Si3N4 rib waveguide. (a) Numerically simulated mode field distribution of the
fundamental TM mode over the waveguide cross-section; 47% of the optical field extends
into the top polymer cladding. (b) AFM image of the waveguide surface; note the difference
in the scaling of the lateral and the vertical axes.
ity. SAN was chosen for its compatibility with the solvent 1,1,2,2-tetrachloroethane, which can
dissolve cryptophane much better than the solvents typically used with PDMS (e.g. tetrahydro-
furan). This results in a higher transparency of the cladding film, which allows us to realise
low-loss (1.3 dB/cm), centimeter-scale waveguides. Moreover, SAN has a higher refractive in-
dex (n = 1.56) than PDMS (n = 1.42), which has a positive effect on the field overlap and, thus,
the sensitivity of the device.
The polymer was prepared from 5 mg (sensor A) or 1.6 mg (sensor B) of cryptophane-A solid
powder and 45 mg SAN dissolved in 0.9 mL of 1,1,2,2-tetrachloroethane. Prior to deposition,
the sample was silanized in 1% 3-aminopropyl-triethoxy silane (APTES)/ethanol solution in
order to improve the adhesion of the polymer to the waveguide surface [22]. The cryptophane-
A doped polymer was deposited on the chip surface by spin-coating at 4500 rpm for 2 minutes.
As confirmed using KLA-Tencor P-6 stylus profiler, this resulted in a SAN film thickness of
about 200 nm on the silica coated surface and 1200 nm inside the sensing windows (Fig. 2).
3. Experimental setup
The processed sensor chips were investigated using a setup that combines an optical path with a
microfluidic gas-flow system for precise control of the methane flow rate and its concentration
(Fig. 3). The sensor is enclosed in a microfluidic chamber with a sample volume of 0.2 mL,
and mounted on a temperature-stabilised stage equipped with a Peltier element. The latter is
used to control the sample temperature with an accuracy of 1 mK, and thus reduce the phase
drift due to external temperature variations. TM-polarized light from a solid-state laser source
emitting at 785 nm (DL785-120-SO, CrystaLaser, USA) is coupled into a polished waveguide
facet using an objective lens. After propagating through the Mach-Zehnder interferometer, the
output is collected at the rear sample facet by a second microscope objective and refocused
on an iris, which acts as a spatial filter blocking spurious light from the sample substrate and
the neighbouring slab waveguides. The output signal is detected using a silicon photodiode
(NEP = 2.10−13, 20 Hz bandwidth, SM1PD1A, Thorlabs, USA) and acquired at a rate of 2 Hz
with a custom-written Labview program that also monitors the temperature and regulates the
gas flow.
In order to investigate the response of the device to methane, two mass-flow controllers
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Fig. 3. Schematic diagram of (a) the optical setup and (b) the gas flow system. The top
photograph shows the 25 mm× 40 mm sensor chip enclosed in a microfluidic chamber and
mounted on a thermo-electrically stabilised stage.
(MFCs, 100 mL/min, EL-Flow, Bronkhorst) are used to prepare a mixture of methane and
pure nitrogen (2% CH4 in N2). By adjusting the mixing ratios of the two gases, the methane
concentration can be varied between 0 and 2%. The total gas flow through the microfluidic
system is kept constant at 10 mL/min.
4. Results and discussion
Figure 4 shows the response of sensor A when alternately exposed to 2% methane or pure nitro-
gen. The intensity measured at the sensor output (Fig. 4(a)) exhibits a distinct and reproducible
change each time the methane gas is introduced. According to Eq. (1), this intensity change is
directly related to the phase difference between the interferometer arms, and can be expressed
as:
∆φS(t) = ∆φ0 + arccos





Experimental values of IS and IR are obtained from the maxima and the minima of the measured




IR = (Imax− Imin)/2. The initial
phase shift ∆φ0 between the respective interferometer arms, which is always present due to
different optical, thermo-optical and opto-mechanical properties, can be modified by e.g. tuning
the temperature of the sensor chip. It is generally beneficial to set ∆φ0 to π/2, i.e. in the middle
of an interference fringe, where the intensity change induced by an infinitesimal phase change
is maximum and thus the sensitivity of the sensor is the highest. If the phase change ∆φS should
exceed π/2, the result of Eq. (2) has to be unwrapped by respecting the condition of continuity
of the ∆φS(t) function and its first order derivative as demonstrated in Figs. 4(c) and 4(d).
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Fig. 4. Varying input methane concentration (a) and the resulting optical transmission
change using sensor A (b). The corresponding phase change calculated using Eq. (2) before
(c) and after unwrapping (d). The temporal offset of 100 s between the change in methane
concentration and the phase response, as well as the 10% to 90% rise time of 40 s, are
primarily related to the gas transport from the MFCs to the microfluidic chip. The spikes
visible in the data are due to a shock wave generated upon switching between the respective
MFCs.
4.1. Time response
From the temporal behaviour of the phase change (Fig. 4(d)), the sensor time response, stability
and repeatability can be found. After penetration of methane into the microfluidic chamber, the
phase ∆φS exhibits a rapid increase with a 10% to 90% rise time t10−90 = 40 s, before it stabilises
within another 80 s of measurement. The measured time constant t10−90 gives only an upper
estimate of the response time, as in the current configuration it is not possible to decouple the
response time of the sensor from the settling time of the MFCs upon switching (several seconds)
and potential mixing of the gases prior to contact with the sensor surface.
Following the 120 s period of stabilisation, a small linear phase drift can still be observed in
the measured signal. This is due to a rather high temperature sensitivity of the interferometer
(5.6 rad/◦C) that reacts to any temperature variations of the sampled gas and the surrounding
environment. The drift is expected to diminish in a system with only one flow control element.
Furthermore, environmental changes of pressure and temperature can be compensated using
a balanced interferometer, or by a reference sensor of identical design but no cryptophane-A
contained in the polymer cladding.
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4.2. Sensitivity and detection limit
In order to experimentally investigate the sensitivity, the methane concentration was varied
between 300 ppm and 2%, and the methane-induced phase change was recorded as shown for
sensor A in Fig. 5(a). Despite the slow temperature drift, the reproducibility of the phase change
in response to the same concentration of methane was high: if the amplitude of the phase change
was taken systematically after 120 s from the rise onset, the scatter of the measured data exhib-
ited a standard deviation of only 1%, which is a good estimate of the sensor accuracy.
Figure 5(b) shows the amplitude of the phase change plotted against the methane concen-
tration for two sensor chips A and B that differ in the Cryptophane-A amount in the polymer
cladding. Both plots exhibit a linear dependence of the phase change on the methane concen-





Figure 5(b) also demonstrates that the amount of Cryptophane-A has a strong influence on the
device sensitivity: while the sensitivity of sensor A reaches 2.67×10−4 rad/ppm, the sensitivity
of sensor B that contains about 3-times less Cryptophane-A is roughly 3-times lower.
(a) (b) 
Fig. 5. (a) Recorded phase change ∆φS for sensor A and 4 different methane concentrations.
(b) Phase change versus methane concentration for sensors A (red) and B (blue).
The limit of detection (LOD, 99% confidence level) was calculated according to the proce-





where S is the sensitivity and σy is the standard deviation of the measurement at a concentration
close to the expected detection limit. To find σy, the methane concentration was cycled 10 times
between 0 and 300 ppm, and the read-out was averaged during the last 15 s of each cycle. This
procedure resulted in σy = 1.65× 10−3, which translates into a detection limit of 17 ppm for
sensor A and 50 ppm for sensor B. These values are significantly lower than typically achieved
with low-cost calorimetric or solid state sensors [4], manifesting the potential of our on-chip
sensor for practical applications. The actual sensitivities and the related detection limits are
summarized for both sensors in Table 1.
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Table 1. Sensitivity and limit of detection for the measured sensors.
Sensor Crypt.-A : SAN Sensitivity σy LOD
(10−4 rad/ppm) (10−3 rad) (ppm)
Sensor A 1:9 2.67 1.65 17
Sensor B 1:28 0.94 1.65 50
4.3. Sensitivity enhancement due to cryptophane
To evaluate the sensitivity enhancement due to cryptophane, we compared the above results
to the response of a refractive index sensor based on the same Mach-Zehnder interferometer,
but with no cryptophane-A in the polymer cladding. As shown in Fig. 6, the phase change of
a 3 cm long sensor without Cryptophane-A is 0.31 rad. On the other hand, sensor A exhibits,
for the same methane concentration, a phase change of 5.28 rad. This demonstrates a 17-fold
sensitivity enhancement, which is likely to further increase with the amount of Cryptophane-
A. However, a detailed study relating the concentration of the cryptophane to the sensitivity
enhancement, scattering loss of the waveguide and the limit of detection, is still needed in order
to explore the full potential of the current approach.
Fig. 6. Comparison of the phase response to 2% methane from sensors with and without
cryptophane-A, showing a 17-fold sensitivity enhancement due to cryptophane.
4.4. Cross-sensitivity
The sensitivity enhancement observed for the cryptophane-cladded sensors indicates that 16/17
of the total phase change is related to the methane encapsulation in the cryptophane cages.
Only the remaining fraction of the phase change is non-specific, i.e., related to the refractive
index change of the gas regardless of its chemical composition. Therefore, the cross-sensitivity
of the sensor to other gases is scaled by the same factor, and can be eliminated by using a
reference sensor cladded by a pure SAN film without the cryptophane component. Nevertheless,
interference with the few species that also exhibit high affinity to cryptophane-A, such as xenon,
radon and chloromethanes [8,25,26], is hard to avoid. This should be quantified and taken into
consideration when targeting practical applications.
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5. Conclusions
In summary, we have demonstrated an on-chip methane sensor based on an integrated Mach-
Zehnder interferometer, which uses a polymer cladding doped with cryptophane-A to increase
the sensitivity and selectivity. The choice of styrene-acrylonitrile as a host polymer for cryp-
tophane molecules was a key to the successful realisation of low-loss centimetre-scale waveg-
uides, constituting the principal building block of the sensor. Our approach resulted in a 17-fold
sensitivity enhancement compared to a refractive index sensor, and a detection limit as low as
17 ppm. This sensitivity is sufficient for practical use in safety and process control, as well as
in some environmental applications such as monitoring of methane emission sources. Further-
more, the 1200 nm-thin cladding, matched to the decay length of the evanescent field, provides
for fast methane diffusion and, hence, fast response of the sensor. The sensor chips are small,
light, and, when pigtailed with optical fibres, sufficiently rigid for air-borne deployment. More-
over, since they are patterned with standard photolithography, the sensor chips are cheap and
eligible for mass production.
In the next step, our efforts will focus on increasing the chip sensitivity by optimising the
cryptophane cage size, as well as shifting the excitation wavelength to a region of strong
methane dispersion. Moreover, a new chip design comprising reference interferometers will be
proposed to compensate for temperature and pressure drift and to increase the long-term stabil-
ity and specificity of the sensor. Our final aim is to make a prototype sensor for installation on
a civilian drone, to conduct surveys of remote and poorly-accessible natural methane sources.
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Chapter 7
Conclusion and future work
7.1 Conclusion
This dissertation describes the initial development and characterisation of an optical
waveguide interferometer for detection of methane gas and methane in water. Methane is
measured with a sensing layer, consisting of a polymer with a supra-molecular compound
that entraps the methane molecule. The waveguide interferometer detects the change
in refractive index in the sensing layer, when the methane molecules are accumulated.
Simulations were made to find the optimised design parameters for silicon nitride (Si3N4)
waveguides, giving high sensitivity with respect to change in refractive index and single-
mode waveguides with low losses.
In paper 1, propagation losses were measured for tantalum pentoxide strip waveg-
uides and rib waveguides, similar to silicon nitride in refractive index. Scattering losses
caused by random sidewall imperfections are dependent on fabrication and can vary
along a waveguide. As the sidewalls of a rib waveguide are lower than those of a strip
waveguide, scattering losses are expected to be smaller for a rib than for a strip waveg-
uide. The propagation losses were measured with a non-destructive method of recording
the scattered light along the waveguide. It was found that the propagation losses in-
creased sharply for strip waveguides with a width smaller than 3 µm. The propagation
losses were significantly smaller for rib waveguides than for the strip waveguides. The
scattering loss was simulated by adding an area with complex refractive index in the
2D-model of the waveguide. The measured loss of a reference waveguide with a given
width was used to estimate the complex refractive index by measuring the propagation
losses for that waveguide. The model gave a good estimate of the dependency of the
propagations losses on waveguide width. The measured and simulated dependency of
propagation losses on waveguide width, give valuable information for the design of rib
waveguides. For silicon-nitride waveguides with 5 nm rib height, the propagation losses
were measured to 0.8 - 1.3 dB/cm.
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In paper 2, the mode-behaviour and the sensitivity of the proposed sensor was
investigated with COMSOL. It was shown that the sensitivity to refractive index changes
is mainly dependent on the refractive index of the core and cover medium, core thickness,
wavelength and polarisation. Maximum sensitivity was obtained for a core thickness
of 60 nm (TE-polarisation) and 120 nm (TM-polariation), with PDMS as the cover
medium. The sensitivity was found to be approximately 18% higher for TM-polarization
than for TE-polarization. Strip waveguides give slightly higher sensitivity (4 to 8%) than
rib waveguides. However, as shown in paper 1, strip waveguides have higher propagation
losses and must be less than 1 µm wide to be single-mode.
Based on the simulations, the waveguide interferometers were designed with shallow
rib waveguides, with a 150 nm thick silicon nitride core, waveguide widths of 1.5, 2 and
3 µm and a rib height of 5 nm.
The sensors were characterised regarding sensitivity to change of refractive index,
using two different methods. With increasing concentrations of HCl and with a sensing
length of 2 cm, a sensitivity of 13.0×103π rad/RIU and a detection limit of 1.1×10−7π
RIU was found, comparable to the results published in the literature [55, 58]. The limit
of detection may be improved by reducing the noise of the system by optimising the
design of the microfluidic chamber. The sensitivity was also measured with a PDMS
layer deposited onto the sensor. A phase change was obtained by inducing a temperature
change to the sensor, which decreases the refractive index of the cover medium. For a
sensing length of 2 cm, a sensitivity of 15.2×103π rad/RIU and a detection limit of
1.3×10−7π RIU was obtained, thus similar to the values obtained with HCl. It is also
possible to use the PDMS for temperature measurements with a detection limit of 1
mK, as demonstrated in paper 2. Since this paper was published, styrene acrylonitrile
(SAN) was chosen as cover medium. The SAN polymer gives a much higher theoretical
bulk sensitivity of 0.54, compared to 0.34 for PDMS, giving a sensitivity of 26.0×103π
rad/RIU for a 2 cm long sensing length.
In paper 3, measurements of methane gas was demonstrated with an on-chip Mach-
Zehnder interferometer. The surface of the sensor was coated with a 200nm-thick
layer of SAN, mixed with cryptophane-A for high sensitivity and selectivity. With a
cryptophane-A:SAN ratio of 1:9 in the sensing layer, a 17-fold increase of the sensi-
tivity was shown relative to pure SAN. The sensitivity could potentially increase with
the amount of cryptophane-A. This, however, has to be studied further with respect to
scattering losses, sensitivity and limit of detection. With a cryptophane-A:SAN ratio of
1:9 in the sensing layer, a detection limit of 17 ppm was obtained. This is 1-2 orders
of magnitude lower than typically obtained with a low-cost and mobile evanescent field
sensor.
In addition to the work and the results presented in the three papers, methane
dissolved in water was detected with the sensor. The SAN polymer showed to be unstable
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in contact with water and a protective layer of PDMS was deposited to cover the methane
sensitive layer. Experiments showed that the protected coating (SAN with PDMS) still
caused problems with small bubbles appearing, giving rise to scattering along the sensing
window. The amplitude of the fringes decreased with time, until in some cases the
intensity was completely lost in the sensing windows. Despite these problems, dissolved
methane was measured with two sensors. A sensitivity of 3.48 × 10−2 rad/nM and a
detection limit of 49 nM was obtained. This demonstrates that the sensor is suitable for
measurements of methane dissolved in water.
7.2 Future work
Along the way of designing and characterising the waveguide interferometer, some in-
sights have been gained. With the sensitivity being directly proportional to the sensing
length, the sensitivity can be improved by increasing the sensing length while keeping
the propagation and bending losses low. The sensitivity can also be improved by in-
creasing the concentration of cryptophane-A. However, too high concentrations may be
difficult to dissolve and may cause scattering in the sensing window. Cryptophanes has a
strong affinity towards methane, but it can also entrap other neutral molecules that fits
within its cavity. By optimising the size of the cage, the cross-sensitivity and sensitivity
towards methane may be further improved.
Instabilities, such as temperature-induced drifts, can be improved by using symmet-
ric Mach-Zehnder interferometers, i.e. a sensing arm covered with the sensing polymer
(SAN with Cryptophane-A) and the second arm covered with pure polymer (SAN only).
More stable in-coupling (e.g. using fibre pigtail or grating) can reduce noise from the
in-coupling and thus improve the limit of detection. In addition, stability can be im-
proved further by adding a reference arm with a y-junction before the Mach-Zehnder
interferometer, to measure variations in the guided power.
Further investigations may include measurement of the cross-sensitivity to other
dissolved gases, the effects from exposure of seawater (water with higher salinity), the
mixing of methane in water (regarding reproducibility and homogeneity) and measure-
ments with lower concentrations (less than 10µM) to find the ultimate detection limit
of the sensor. Most important, in order to improve the sensor for measurements of dis-
solved methane, is finding an alternative polymer that meets the requirements of the
host-polymer and is resistant to water.
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Lechuga. All-optical phase modulation for integrated interferometric biosensors.
Optics express, 20(7):7195–7205, Mars 2012.
[59] Stefania Dante. All-optical phase modulation for advanced interferometric
point-of-care biosensors. Doctoral dissertation, Universitat Autónoma de Barcelona,
December 2014.
[60] Optisense, 2015. URL http://www.optisense.nl/content/blogcategory/18/
38/.
[61] X. Xu, S. Chen, J. Yu, and X. Tu. An investigation of the mode characteristics of
SOI submicron rib waveguides using the film mode matching method. Journal of
Optics A: Pure and Applied Optics, 11(1):015508, December 2009.
[62] F. T. Dullo, J.-C. Tinguely, S. A. Solbø, and O. G. Hellesø. Single-mode limit
and bending losses for shallow rib waveguides. Photonics Journal, IEEE, 7(1):1–11,
February 2015.
[63] F. Prieto, B. Sepulveda, A. Calle, A. Llobera, C. Domı́nguez, A. Abad, A. Montoya,
and L. M. Lechuga. An integrated optical interferometric nanodevice based on
silicon technology for biosensor applications. Nanotechnology, 14(8):907, July 2003.
[64] K. Tiefenthaler and W. Lukosz. Sensitivity of grating couplers as integrated-optical
chemical sensors. JOSA B, 6(2):209–220, February 1989.
[65] F. Prieto, A. Llobera, A. Calle, and L. M. Lechuga. Design and analysis of silicon
antiresonant reflecting optical waveguides for evanscent field sensor. J. Lightw.
Technol., 18(7):966, July 2000.
Bibliography 86
[66] R. G. Hunsperger. Integrated optics: Theory and technology, volume 2. Springer,
1984.
[67] F. P. Payne and J. P. R. Lacey. A theoretical analysis of scattering loss from planar
optical waveguides. Opt. and Quant. Electr., 26(10):977–986, October 1994.
[68] D. Marcuse. Mode conversion caused by surface imperfections of a dielectric slab
waveguide. Bell Syst. Tech. J., 48(10):3187–3215, December 1969.
[69] F. Grillot, L. Vivien, S. Laval, D. Pascal, and E. Cassan. Size influence on the prop-
agation loss induced by sidewall roughness in ultrasmall SOI waveguides. Photonics
Technology Letters, IEEE, 16(7):1661–1663, July 2004.
[70] T. Barwicz and H. A. Haus. Three-dimensional analysis of scattering losses due to
sidewall roughness in microphotonic waveguides. Lightwave Technology, Journal of,
23(9):2719–2732, September 2005.
[71] G. L. Klunder and R. E. Russo. Core-based intrinsic fiber-optic absorption sensor
for the detection of volatile organic compounds. Applied spectroscopy, 49(3):379–
385, Mars 1995.
[72] L. Garel, J.-P. Dutasta, and A. Collet. Complexation of methane and chlorofluoro-
carbons by cryptophane-A in organic solution. Angewandte Chemie International
Edition in English, 32(8):1169–1171, August 1993.
[73] T. Brotin and J.-P. Dutasta. Xe@ cryptophane complexes with C2 symmetry:
Synthesis and investigations by 129xe NMR of the consequences of the size of the
host cavity for xenon encapsulation. European Journal of Organic Chemistry, 2003
(6):973–984, Mars 2003.
[74] O. Taratula, P. A. Hill, N. S. Khan, P. J. Carroll, and I. J. Dmochowski. Crystal-
lographic observation of ’induced fit’ in a cryptophane host–guest model system.
Nature communications, 1:148, December 2010.
[75] E. Souteyrand, D. Nicolas, J. R. Martin, J. P. Chauvet, and H. Perez. Behaviour
of cryptophane molecules in gas media. Sensors and Actuators B: Chemical, 33(1):
182–187, July 1996.
[76] K. Bartik, M. Luhmer, J.-P. Dutasta, A. Collet, and J. Reisse. 129xe and 1H NMR
study of the reversible trapping of xenon by cryptophane-A in organic solution.
Journal of the American Chemical Society, 120(4):784–791, February 1998.
[77] J. Canceill and A. Collet. Two-step synthesis of D3 and C3h cryptophanes. Journal
of the Chemical Society, Chemical Communications, -(9):582–584, 1988.
Bibliography 87
[78] K. E. Chaffee, H. A. Fogarty, T. Brotin, B. M. Goodson, and J.-P. Dutasta. En-
capsulation of small gas molecules by cryptophane-111 in organic solution. 1. size-
and shape-selective complexation of simple hydrocarbons. The Journal of Physical
Chemistry A, 113(49):13675–13684, November 2009.
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